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Chapter 1. Background and pathophysiology of 
thrombus formation in the left atrium
The rationale for the quest to close the left atrial appendage (LAA) 
for stroke prevention is composed of three elements: the concept 
that atrial fibrillation (AF) causes strokes, the concept that strokes 
are associated with thrombus formation in the LAA, and that these 
thrombi cause strokes by embolisation to the cerebral circulation.

There are strong data supporting an association between AF 
and stroke. The Framingham study following 5,070 patients over 
34 years demonstrated an approximately fivefold higher stroke risk 
in individuals with AF than in those without1. Though this does not 
prove a causal relationship, it is important to mention that this risk 
remained even after adjustment for other risk factors such as hyper-
tension, coronary artery disease, congestive heart failure, and age.

Another element to support LAA closure is that there must 
be proof that thrombus formation occurs predominantly in the 
LAA. One would imagine that there are abundant data to sup-
port the concept that, in AF, thrombus formation occurs predom-
inantly in the LAA; however, in almost all texts discussing the 

pathophysiology of stroke in AF there are few publications cited 
to support this concept.

Blackshear et al included 1,288 patients with non-valvular AF 
who underwent either transoesophageal echocardiography (TOE) 
or autopsy2. Thrombus formation was reported in 222 patients, 
91% of which was located in the LAA. It was further supported by 
a more comprehensive meta-analysis by Mahajan et al who dem-
onstrated that 89% of thrombi in the left atrium (LA) were located 
in the LAA3. This was corroborated by a study in the realm of 
degenerative aortic stenosis by Parashar et al4. In this study, all left 
atrial thrombi resided in the LAA. It is worth mentioning that the 
LAA is the most common site of intracardiac thrombi not only in 
patients with AF but also in patients in sinus rhythm5.

More direct evidence is now available proving that a large pro-
portion of strokes in AF are the result of thrombus in the LAA. 
The PROTECT AF and PREVAIL studies (described later in this 
document) provide evidence for the protective effect of LAA clo-
sure on thromboembolic events (Chapter 5), although some have 
debated the evidence (Chapter 6)6.
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In order to justify LAA closure it is important to show that, when 
thrombus occurs in the LAA, it can embolise in the cerebral cir-
culation. To demonstrate this, a thrombus embolising to the brain 
would have to be caught in the act. Parekh et al describe real-time 
imaging capture of LAA thrombus embolisation during TOE with 
subsequent stroke after a delay of 4 hours of the witnessed emboli-
sation, possibly due to initial retention at a non-occlusive location 
with subsequent fragmentation and delayed more distal embolisa-
tion7. The fact that LAA closure prevents thromboembolic events 
as detailed above is also indirect proof for embolisation from LAA 
as a cause of embolic events.

PATHOGENESIS OF THROMBOSIS
The concept that AF confers a prothrombotic or hypercoagulable 
state was first proposed in 1996 8. Thrombus formation in the LA 
as well as LAA was reported. As in any vascular compartment, it 
is probably the result of flow abnormalities or stasis, changes in 
the inner layer of the atrium and LAA and abnormalities in hae-
mostasis (Virchow triad)9,10.

An atrial myopathy may underlie the pathophysiology of AF 
and its complications11. Indeed, atrial remodelling occurs during 
AF with left atrial and LAA dilatation12. Atrial size in patients 
with AF has been reported as a risk factor for stroke on univariate 
analysis13, although it was not an independent predictor on multi-
variate analysis. Left atrial enlargement may promote stasis, thus 
increasing the thrombotic risk. This finding correlates with high 
stroke rates seen in patients with AF and mitral stenosis14 com-
pared to relatively lower than expected rates in those with AF and 
significant mitral regurgitation15. Spontaneous echocardiographic 
contrast (SEC or smoke) seen during echocardiographic imaging, 
a surrogate for stasis, is an independent predictor for strokes in 
AF16. Likewise, a reduction in LAA peak flow velocities indica-
tive of stasis is an independent risk factor for stroke in patients 
with AF17,18. Flow velocities also appear to be lower in patients 

with sinus rhythm and LAA thrombus (e.g., with mitral steno-
sis)5. Also, mitral inflow parameters (E-wave velocity) and tissue 
Doppler velocities (e’) as well as their ratio, when consistent with 
increased filling pressures (high E/e’ ratio, low e’ velocities), are 
associated with thrombus formation in patients with non-valvular 
AF19. High filling pressures are associated with stasis.

Stasis also probably contributes to thrombus formation else-
where in the LA including in the left atrial septal pouch in case 
of a caudally fused foramen ovale, a structure that has been impli-
cated as a source of cerebral embolism20-22.

Abnormalities of the endocardium and wall of the LAA poten-
tially promoting thrombogenesis have been described (Table 1)9,10.

In addition to atrial remodelling and stasis, there is mounting 
evidence for the presence of a prothrombotic state in AF, first 
described in the 1990s (Table 2)30.

It is not clear what promotes the prothrombotic state. A num-
ber of mechanisms have been implicated including inflammation, 
growth factors, nitric oxide, and the renin-angiotensin-aldosterone 
system9,10. Some inflammatory mediators have been found to be 
elevated in patients with AF. Evidence supports both the role of 
inflammatory state in promoting AF, as well as the role of AF in 
promoting inflammation (Table 3).

Another possible cause of a prothrombotic state could be 
growth factors such as vascular endothelial growth factor (VEGF) 
that stimulates the expression of tissue factor on the surface of the 
endothelial membrane. Indeed, an increased VEGF level has been 
reported in patients with AF and is associated with an increased 
level of tissue factor58.

In addition, nitric oxide produced by the nitric oxide synthase 
in the endothelium has antithrombotic properties59,60. Low endo-
cardial shear stress (as is present during AF) may lead to a reduc-
tion in nitric oxide production61. In this context, lower expression 
of nitric oxide synthase has been shown in animals with AF62. The 
mechanisms underlying this may be multifactorial63.

Table 1. Endocardial changes in AF.

Type of study Main observations Reference

Autopsy/biopsy 1. Endocardial damage occurs in the LAA of MV disease patients. Changes are more 
prominent in MS versus MR pathology23,24.

2. In AF patients who died from cerebral embolism “LAA rough endocardium” was 
seen macroscopically which contained oedematous and fibrous thickening 
combined with fibrin deposits25.

3. Significant LAA endocardial thickening with fibrous and elastic tissue 
(endocardial fibroelastosis causing a reduction in pectinate muscle volume was 
found in chronic AF patients)26,27.

4. In lone AF patients, atrial biopsies revealed myocyte hypertrophy, necrosis and 
mononuclear cell infiltration28,29.

1. Goldsmith I et al23

 Breithardt OA et al24

2. Masawa N et al25

3. Shirani J et al26

 Tziakas DN et al27

4. Frustaci A et al28

 Li X et al29

Clinical 1. Increased plasma fibrinogen, vWF and D-dimer levels were found in patients with 
chronic AF suggesting increased intravascular thrombogenesis30.

1. Lip GY et al30

2. Patients with AF exhibit increased levels of metalloproteinases and corresponding 
inhibitors as well as TGF-β25,31.

2. Masawa N et al25

 Marin F et al31

MRI 1. Using gadolinium enhancement, MRI showed areas of LAA scarring in AF 
patients. The presence of LAA scar was associated with thrombus formation32.

1. Akoum N et al32

AF: atrial fibrillation; LAA: left atrial appendage; MR: mitral regurgitation; MRI: magnetic resonance imaging; MS: mitral stenosis; MV: mitral valve; 
TGF-β: transforming growth factor beta; vWF: von Willebrand factor
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Finally, increased expression of angiotensin-converting enzyme 
has been demonstrated in atrial tissue from patients with AF64. 
Angiotensin has a number of proinflammatory, profibrotic and 
potentially prothrombotic properties that could promote atrial 
remodelling as well as thrombus formation.

Many of the abovementioned mechanisms are not temporally 
related to episodes of AF and therefore AF and stroke may occur 
at different times.

In conclusion, though a causal relationship of AF and stroke is 
difficult to prove, AF is a very strong, independent, stroke risk fac-
tor. In patients with non-valvular AF, the overwhelming majority of 
thrombi are located in the LAA. Embolisation of thrombotic mate-
rial from the LAA has been witnessed and is the likely underlying 
mechanism for many (but not all) strokes. Stasis, changes in the atrial 
geometry, and specific LAA morphologies (discussed in Chapter 3) 
including the inner surface, on a macroscopic and microscopic level, 
and an unfavourable haemostatic milieu potentially caused by 
inflammation, growth factors, diminution of nitric oxide or acti-
vation of the renin-angiotensin-aldosterone system are all likely to 
contribute to thrombus formation and thereby stroke risk (Figure 1).

Chapter 2. Types of current LAA occlusion device
Requirements for an ideal LAAO device are:
– Ease of use: adaptability of the device to the large variety of 

LAA anatomies
– Safety: low rate of procedural complications; low rate of device 

thrombus
– Efficacy: complete exclusion of the LAA from circulation; 

reduction of stroke rate
Current catheter-based devices for LAAO (Figure 2) are based 

on three different principles:
1. Plug: endovascular delivery of a device lobe or umbrella 

obstructing the neck of the LAA (WATCHMAN™ [Boston 
Scientific, Marlborough, MA, USA], WaveCrest® [Biosense 
Webster, Diamond Bar, CA, USA]), thereby preventing blood 
flow into the body of the LAA. LAA exclusion relies on seal-
ing/endocardialisation of the device lobe/umbrella65,66.

2. Pacifier principle: endovascular delivery of a device with 
a lobe or umbrella and an additional disc to seal the ostium 
of the LAA from the left atrial side. LAA exclusion relies 
on sealing/endocardialisation of the device lobe/umbrella 

Table 2. Evidence for prothrombotic state in AF.

Type of study Main observations Reference
Clinical 1. High levels of prothrombotic parameters were found in AF patients (including 

fibrinogen33, prothrombin fragments I and II, D-dimer, thrombin-antithrombin 
complexes34, platelet micro-particles35, β-thromboglobulin, and von Willebrand 
factor36).

2. D-dimers’ level was found to be an independent predictor of LAA thrombi37 and 
thromboembolic events38,39.

3. Increased vWF levels were found to predict thrombus formation independently in 
AF patients40 and were associated with stroke and death41.

4. Gene polymorphisms of the coagulation system (fibrinogen42,43), (factor XIII44) and 
platelet function (integrin alpha 245) have been implicated as potential risk 
factors for an increased stroke risk in patients with AF.

1. Mondillo S et al33

 Turgut N et al34

 Choudhury A et al35

 Conway DS et al36

2. Habara S et al37

 Nozawa T et al38

 Vene N et al39

3. Heppell RM et al40

 Ancedy Y et al41

4. Carter AM et al42

 Bozdemir V et al43

 Marin F et al44

 Roldan V et al45

AF: atrial fibrillation; LAA: left atrial appendage; vWF: von Willebrand factor

Table 3. Evidence for inflammation in AF.

Type of study Main observations Reference
Clinical 1. Increased levels of inflammatory markers (CRP, sICAM I and fibrinogen) were 

associated with a higher risk of developing AF46.
2. AF itself may trigger inflammation. CRP and IL-6 levels dropped following 

successful AF ablation47.
3. Inflammation promotes prothrombotic state in AF patients (IL-6 and CRP have 

been shown to increase acute phase proteins including fibrinogen, C-reactive 
protein and serum amyloid)48-53.

4. Elevated TNF-α levels were found in AF patients54.
5. CRP levels correlate with the risk of SEC or LAA thrombus formation53.
6. High level of cytokine was associated with a risk of ischaemic stroke in AF 

patients54.
7. Elevation of CD40 ligand (released by platelets) which promotes tissue factor 

expression and increases thrombosis was found in patients with atrial 
fibrillation55-57.

1. Conen D et al46

2. Marcus GM et al47

3. Conway DS et al48

 Chung MK et al49

 Cermak J et al50

 Neumann FJ et al51

 Burstein SA et al52

 Ederhy S et al53

4. Qu YC et al54

5. Edery S et al53

6. Qu YC et al54

7. Pinto A et al55

 Pamukcu B et al56

 Armesilla AL et al57

CD40: cluster of differentiation 40; IL-6: interleukin 6; LAA: left atrial appendage; SEC: spontaneous echo contrast; sICAM I: soluble intercellular 
adhesion molecule-1; TNF-α: tumour necrosis factor alpha
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(AMPLATZER™ Cardiac Plug [ACP], Amulet™ [both Abbott 
Vascular, Santa Clara, CA, USA]) and/or the sealing disc (ACP, 
Amulet, Ultraseal [Cardia, Inc., Eagan, MN, USA], LAmbre™ 
[Lifetech, Shenzhen, China])67-69.

3. Ligation: LARIAT® (SentreHEART, Inc., Redwood City, CA, 
USA) to snare and ligate the body of the LAA using an endocar-
dial and epicardial approach. LAA exclusion relies on complete 
ligation of the neck of the LAA70.
Table 4 lists commercially available CE mark-approved devices.
Endovascular devices are nitinol based and deployed through 

a dedicated sheath either by retracting the sheath or by pushing the 

Remodelling

Remodelling

Stasis

LAA size

LAA morphology

Contractility

Smoothing
of the luminal

surface
Myocyte hypertrophy

Oedema

Neutrophil infiltration

Extracellular matrix turnover

Endothelial denudation

Inflammation

Prothrombotic state

Thrombus
formation

Fibrinogen

      Prothrombin
fragments 1 and 2

Thrombin-antithrombin
complexes

D-dimers

Platelet microparticles

Beta-thromboglobulin

Von Willebrand factor

Growth factors
(e.g., VEGF) Gene polymorphisms

CRP
CD 40 ligand

IL-6

Figure 1. LAA thrombus formation pathophysiology. CD: Cluster of differentiation; CRP: C-reactive protein; IL: interleukin; LAA: left atrial 
appendage; VEGF: vascular endothelial growth factor

Figure 2. Commercially available, CE-mark approved devices. 
A1) WATCHMAN (Boston Scientific). A2) WaveCrest (Biosense 
Webster). B1) Amulet (Abbott Vascular). B2) AMPLATZER Cardiac 
Plug (Abbott Vascular). B3) Ultraseal LAA Occluder (Cardia). 
B4) LAmbre (Lifetech). C1) LARIAT (SentreHEART).

device out or a staged combination of the two. Anatomical con-
traindications are rare; implantation is technically feasible in >95% 
of patients. These procedures are typically performed under gen-
eral anaesthesia or deep sedation with TOE guidance. Operators 
with respective experience may use intracardiac echocardiography 
(ICE)71 or fluoroscopy alone72, both allowing local anaesthesia and 
an awake patient.

Epicardial ligation devices do not leave any foreign material in 
contact with the blood stream. Preprocedural planning including 
computed tomography (CT) scanning is routine, as exclusion cri-
teria regarding orientation, size, shape and width of the LAA lead 
to rejection of about 25% of patients for the procedure. Procedures 
are performed under general anaesthesia and with TOE guidance. 
There are no randomised data concerning anticoagulation regimen 
following the procedure. Antiplatelet therapy regimen may change 
based on patient history and comorbidities. Most operators typi-
cally prescribe dual antiplatelet therapy (DAPT) for a few weeks, 
followed by single antiplatelet therapy. In exceptional circum-
stances, some operators do not prescribe any antiplatelet therapy.

Device choice relies mostly on operator experience and pre-
ference, while some anatomies require selection of a specific 
device. Randomised controlled trials (RCT) comparing the 
WaveCrest with the WATCHMAN device (WAVECREST2 trial; 
NCT03302494) and the Amulet with the WATCHMAN device 
(Amulet IDE; NCT02879448) are recruiting.

Further devices are: (1) the LAmbre device which has obtained 
CE mark approval (nitinol-based “top-hat-shaped” device), and is 
commercially available in several countries. (2) The second-gener-
ation WATCHMAN device (WATCHMAN FLX) was introduced in 
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Table 4. Commercially available CE mark-approved devices.

Device Delivery Lobe Sealing Anchoring Sizes LAA sizes Advantages Caveats

1. Plugs

WATCHMAN

(CE mark 
2005

FDA 2015)

14 Fr delivery 
system.

Single- or 
double-curve 
configuration.

Jellyfish-
shaped 
nitinol wire 
frame.

Recapturable.

160 µm PET 
fabric sealing 
skirt at atrial 
side of device 
lobe.

10 fixation 
anchors distal 
to sealing 
skirt.

Device 
diameter: 
21-33 mm.

17-31 mm at 
proximal 
landing zone.

Reproducible 
results;

supported by 
solid scientific 
data (2 RCTs).

Requires deep 
intubation of 
LAA with 
delivery sheath 
for 
deployment.

WaveCrest
(CE mark 
2013)

12 Fr delivery 
system.

Single curve 
(60, 75, 90) 
or double 
curve

Nitinol frame 
can be folded 
out after 
device 
placement.

Recapturable.

Outer (towards 
LA) ePTFE 
sealing skirt.

Inner (towards 
the LAA) 
polyurethane 
layer.

20 anchors 
distal to 
sealing skirt.

22-32 mm. 14-32 mm. Anchor 
deployment 
independent 
from position of 
sealing cap.

Allows 
injections distal 
to the device.

2. Pacifiers

ACP
(CE mark 
2008)

9 Fr, 10 Fr, 
and 13 Fr 
delivery 
sheath.

Double curve 
(45°×45°)

Nitinol mesh 
filled with 
polyester 
fabric.

Recapturable.

Lobe inside 
the LAA and 
disc at the 
ostium.

12 anchors 
on the lobe.

16-30 mm 
(lobe).

12-28 mm. Scientifically 
documented in 
large registries.

Documented 
safety for 
fluoroscopy-only 
approach.

First-genera-
tion device. 
Less stability 
than Amulet.

Amulet 

(CE mark 
2013)

12 Fr and 
14 Fr delivery 
sheath.

Double curve 
(45°×45°).

Nitinol mesh 
filled with 
polyester 
fabric.

Recapturable.

Lobe inside 
the LAA and 
disc at the 
ostium.

12-20 
anchors on 
the lobe.

16-34 mm 
(lobe).

11-31 mm. Scientifically 
documented in 
large registries.

Documented 
safety for 
fluoroscopy-only 
approach.

Ultraseal

(CE mark 
2016)

10 Fr and 
12 Fr delivery 
sheath.

Single (45°) 
or double 
curve 
(45°×45°).

Uncovered, 
bare nitinol 
struts simply 
for anchoring, 
not for 
sealing.

Recapturable.

Polyvinyl 
alcohol foam 
and polyester 
fabric covered 
disc (sail) at 
the ostium.

12 anchors at 
the lobe.

16-32 mm 
(lobe).

12-26 mm. Disc and lobe 
are connected 
by flexible joint, 
allowing 
self-orientation 
of the disc at 
the LAA ostium.

Sealing 
depends solely 
on disc.

LAmbre
(CE mark 
2016)

8 Fr and 
10 Fr delivery 
sheath.
Double curve 
(45°×30°).

PET-covered 
nitinol 
umbrella.
Recapturable.

PET-filled 
nitinol disc at 
the LAA 
ostium and 
PET-covered 
umbrella 
inside the 
LAA.

8 anchors at 
outer side of 
umbrella.

8 “soft 
hooks” at tip 
of umbrella.

16-36 mm 
(umbrella).

17 sizes. Disc 
extending 
umbrella from 
4-16 mm. 
Allows 
implantation in 
a variety of 
anatomies.

Sealing 
depends 
mostly on 
disc.

3. Ligation device

LARIAT 
(CE mark 
2015)

13.5 Fr 
epicardial 
delivery 
sheath for 
delivery of 
magnet and 
suture/snare.

8.5 Fr 
transseptal 
EndoCATH 
(inflatable 
balloon and 
magnet).

Epicardial polyester suture.

Endocardial placement of 
magnet-tip wire in the LAA. 
Introduction of an epicardial 
magnet-tip wire. The magnets 
form a rail for epicardial 
advancement of a snare to 
suture the base of the LAA.

40 mm 
suture loop 
for snaring.

LAAs up to:

40 mm 
width,

20 mm 
height.

70 mm 
length.

No foreign 
material in 
contact with 
blood.

Potential 
electrical 
isolation of LAA.

Induces 
inflammation 
(pericardial 
effusion).

Several 
anatomical 
exclusion 
criteria 
(preprocedural 
CCTA 
mandatory)

ACP: AMPLATZER Cardiac Plug; CE: Communauté Européenne; CCTA: cardiac computed tomography angiography; Fr: French; LA: left atrium; LAA: left 
atrial appendage; PET: polyethylene terephthalate; ePTFE: expanded polytetrafluoroethylene; RCT: randomised controlled trial
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2015 and has received CE mark approval. The device was withdrawn 
and is now available again in a modified version. (3) The Sideris 
plug patch (bioabsorbable device with polyurethane cover [Custom 
Medical Devices, Bakersfield, CA, USA]) and the Prolipsis plug 
patch (a re-designed Sideris patch second-generation device 
[Occlutech, Helsingborg, Sweden]). There are other investiga-
tional devices being developed and tested such as the LeFort device 
(umbrella-shaped nitinol device [Lepu Medical Technology, Beijing, 
China]), the pfm device (Christmas tree-shaped pacifier device [pfm 
medical AG, Cologne, Germany]), the SeaLA Occluder (umbrella-
shaped nitinol plug device [Hangzhou Valued Medtech Co., Ltd, 
Hangzhou, China) and the Sierra Ligation System (epicardial ligation 
device [Aegis Medical Innovations Inc., Vancouver, BC, Canada]).

Chapter 3. Non-fluoroscopic imaging for left 
atrial appendage closure
IMAGING INTRODUCTION
The LAA is a blind-ended pouch with a highly variable structure 
consisting of lobes and trabeculations from pectinate muscles. The 
LAA length ranges from 20-60 mm and the width from 16-59 mm73. 
The LAA orifice is most often oval-shaped (~69%), but can be foot-
shaped (~10%), triangle-shaped (~8%), waterdrop-shaped (~8%) 
or round (~6%)74. The LAA can have a varying number of lobes, 
most commonly two: these are defined as outpouchings from the 
main body with a lumen ≥2 mm in diameter73. There can also be an 
accessory LAA (consisting of pectinate muscles) and atrial diver-
ticula (outpouching consisting only of a muscle layer) that occur 
in 10-27% of the general population75. There are several morpho-
logical LAA classifications. The most commonly adopted one con-
sists of four shapes76: chicken-wing (~48%; presence of a significant 
bend), windsock (~19%; single dominant lobe without a significant 
bend), cactus (~30%; dominant central lobe with multiple second-
ary lobes), and cauliflower (~3%; short LAA without a dominant 
lobe that branches into several lobes) (Figure 3). The shape of the 
LAA may affect stroke risk. In particular, the presence of extensive 
trabeculations is correlated to higher risk77. Furthermore, the LAA 

Figure 3. LAA shapes. A) - D) MPR CCTA images. E) - H) 3D 
volume-rendered images. Windsock (A & E), retroflex chicken-wing 
(B & F), cactus (C & G), and cauliflower (D & H).

Table 5. Roles of imaging in different LAA closure procedural stages.

Preprocedural imaging Procedural imaging Post-procedural imaging
Rule out LAA thrombus Final rule out of thrombus Assess residual leak (LAA patency)

Detailed LAA anatomy:
– Bends (location, angulation)
– Lobes, bifurcation
– Pectinate muscle, ridge, trabeculation

Final sizing measurements after adequate LA 
pressure (>12 mmHg)

Assess device position (migration, 
embolisation)

Envisioning LAA device fit Guide transseptal puncture Assess device-associated thrombus

Assess surrounding structures (septum, LA, 
PV, PA, etc.)

Guide placement of catheters Assess pericardial effusion

Measure LAA dimensions Guide device placement & release Assess surrounding structures

Select fluoroscopic angles Assess for pericardial effusion

Determine sheath selection Assess surrounding structures

Determine transseptal location

±3D printing

LA: left atrium; LAA: left atrial appendage; PA: pulmonary artery; PV: pulmonary veins

shape can increase the technical challenge for percutaneous LAA 
closure. Therefore, imaging is essential to pre-plan equipment selec-
tion and implantation strategy, to guide procedural device implanta-
tion, and also for device surveillance post implantation (Table 5).
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PREPROCEDURAL IMAGING
TOE and/or cardiac computed tomography angiography (CCTA) 
are both well suited for preprocedural imaging. Although TOE 
has been the traditional gold-standard preprocedural imaging for 
LAAO, there are several advantages with CCTA including supe-
rior spatial resolution, detailed three-dimensional (3D) charac-
terisation of the LAA anatomy, accurate sizing, and non-invasive 
acquisition. The key elements for preprocedural interrogation 
are ruling out LAA thrombus, characterisation of LAA anatomy 
(Figure 3E-Figure 3H) and surrounding structures, and LAA meas-
urements. In addition, imaging (especially with CCTA) can aid 
selection of sheaths, transseptal location, and optimal fluoroscopic 
angles during the procedure. The advantages of TOE (aside from 
not requiring X-ray or contrast medium) include being widely 
available and being the default procedural imaging guidance in 
most centres for LAA closure; thus, it can be performed in the 
catheterisation laboratory just before venous access, avoiding an 
additional preprocedural imaging session with the associated cost, 
sedation, radiation, and contrast administration. However, detect-
ing anatomical exclusions on the table (e.g., thrombus, unsuitable 
anatomy) would mean case cancellation, after expending resources 
on general anaesthesia, nursing coverage, and laboratory time.
LAA thrombus: TOE is excellent for ruling out LAA thrombus, but 
CCTA has also made significant strides with protocol adaptations 
(e.g., delayed imaging, dual-enhanced scan, prone positioning, dual-
energy source) that can achieve positive predictive values and spe-
cificities >90%, and negative predictive values and sensitivities 
close to 100%78. If the baseline CCTA shows good contrast opaci-
fication of the LAA without thrombus, then TOE is not necessary.
LAA shape: detailed characterisation of the LAA body and orifice 
shapes helps to facilitate device selection and sizing (Figure 3). The 
presence of angulation (chicken-wing bend), proximal bifurcation 
into lobes, location of trabeculations and pectinate muscles/ridges 
can influence the site of device implantation and the device type 

selection. Thus, “envisioning fit” of the chosen device can be prede-
termined, and the orifice measurements taken at that specific loca-
tion on CCTA or TOE (Figure 4, Figure 5). With CCTA, the shape 
of the LAA should be visualised with oblique multiplanar recon-
structions (MPR) (Figure 3A-Figure 3D) and 3D volume-rendered 
images (Figure 3E-Figure 3H), which are used to determine device 
implant location. The MPR images also allow assessments of the 
proximity to adjacent structures such as the left upper pulmonary 
vein (LUPV) and mitral annulus, which can come into contact with 
the discs of pacifier devices. The angulations of the proximal (neck) 
and distal body of the LAA are easily determined from coronal and 
sagittal planes on CCTA (Figure 6), which can help with sheath 
selection and location of a transseptal puncture (TSP). With TOE, 
the probe is usually positioned at the mid oesophagus with slight 
retroflection (50-70°) and multiple imaging planes are obtained by 
changing the omniplane angulation. A full 0-135° sweep should be 

Figure 5. 3D volume-rendered CCTA examples showing the LAA in relation to the surrounding structures, and the angulations of the proximal 
and body of the LAA.

Figure 4. 3D volume-rendered CCTA images showing examples of 
LAA shapes and envisioning of implant locations with WATCHMAN 
(blue schematic) and Amulet (red schematic) implants.
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performed to interrogate the LAA shape, with measurements taken 
in at least four views: 0, 45, 90 and 135°.
LAA measurements: measurements of the LAA for device sizing 
can be different for devices, and manufacturer instructions for use 
should be adhered to. For example, with the WATCHMAN (Boston 
Scientific, Marlborough, MA, USA) device, the ostium of the 
LAA is measured from the circumflex coronary artery to a supe-
rior point 1-2 cm within the pulmonary vein ridge, and the deepest 
feasible LAA depth is then measured from that point (Figure 7A- 
Figure 7D). For the Amulet (Abbott Vascular, Santa Clara, CA, 
USA) device, the most proximal aspect of the LAA (from the infe-
rior edge of LAA origin to the LUPV ridge superiorly) and the 
landing zone (12 mm inside the most proximal point) should be 
measured (Figure 7E-Figure 7H). However, nuances in the LAA 
shape at the implant site (e.g., trabeculation, angulation, pectinate 

Figure 7. Measurements of the LAA ostium for the WATCHMAN device on MPR CCTA images (A-D) and measurements of the LAA landing zone 
for the Amulet device on MPR images (E-H). A) Oblique coronal plane to adjust the crosshairs (yellow lines) to be co-axial at the LAA ostium 
(circumflex coronary artery circled in yellow). B) Crosshairs further adjusted in an orthogonal plane to be co-axial (yellow lines) at the LAA 
ostium. C) Double-oblique 3rd orthogonal plane with en face view of the LAA orifice for measurements of the long and short axis of the LAA. 
D) Measurement of the maximum depth of the LAA. E) Oblique coronal plane to adjust crosshairs (yellow lines) to be co-axial at the landing 
zone 12 mm within the LAA orifice. F) Crosshairs in orthogonal plane adjusted co-axial (yellow lines) at the landing zone. G) Double-oblique 
3rd orthogonal plane with en face view of the LAA landing zone for measurements. H) Measurement of the depth of the LAA for the Amulet device.

Figure 6. LAA CCTA in coronal and sagittal projections showing the 
proximal (neck) of the LAA directing superior, leftward and anterior 
(arrow), and the body of the LAA directing left and anterior in the 
mid level (dotted arrow).

ridge) can affect where the device should be implanted, and thus 
this ostial measurement has to vary accordingly. Measurements 
on CCTA should be taken at the cardiac phase with the largest 
LAA dimension, which is usually at late atrial diastole correspond-
ing to 30-40% of the RR interval79. An oblique view of the LAA 
ostium is first obtained on MPR, selecting a plane where the cir-
cumflex coronary artery, the pulmonary vein ridge, and the LAA 
are clearly depicted. An orthogonal cross-section of this plane is 
then obtained, adjusting the crosshairs to be coaxial with the wall. 
Finally, the orthogonal “en face” double-oblique view is obtained 
to allow measurements of the maximum and minimum dimensions 
of this ostium (Figure 7 for WATCHMAN and Amulet measure-
ments). The depth of the LAA is also assessed on MPR, which 
may sometimes require maximal intensity projections to visualise 
the entire body of the LAA given the frequent angulations and lob-
ulations. For TOE measurements, both the LAA orifice and depth 
should be measured in at least four angles (0, 45, 90 and 135°), at 
the cardiac phase with largest dimension (end-systole) (Figure 8). 
3D-TOE facilitates assessment of the shape of the LAA orifice, 
and measurement of the maximum and minimum diameters, as 
well as mean diameters, which is increasingly used for sizing pur-
poses, especially for highly elliptical shapes (Figure 9).
Comparison of measurements: several small studies have com-
pared LAA measurements from CCTA to TOE and fluoroscopy 
(Table 6)80-85. Overall, CCTA produced the largest LAA measure-
ments and more accurately predicted device sizes85, due to the supe-
rior multiplanar 3D imaging with CCTA, allowing visualisation 
of maximal dimensions. CCTA maximal LAA diameter measure-
ments were on average 1-3 mm larger than 2D-TOE, and 2-4 mm 
larger than fluoroscopy measurements82-85. 3D-TOE measurements 
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and increase the perimeter and area by 4% and 8%, respec-
tively86. Therefore, the imaging modality used and volume status 
of the patients should be considered when sizing LAA devices.
Equipment and procedural preplanning: CCTA 3D volume-ren-
dered images are helpful to select fluoroscopic angles that best 
visualise the implant angle for the selected device. The right ante-
rior oblique view with cranial projection typically shows the ori-
fice and proximal segment of the LAA well, which is useful when 
implanting the Amulet. For the WATCHMAN, angles that visual-
ise the body and distal lobe of the LAA are ideal (usually a right 
anterior oblique view with caudal projection), which helps to guide 
access sheath placement in the appropriate lobe. The direction of 
the mid to distal segment of the LAA body should be assessed 
to guide sheath selection for the WATCHMAN. As shown in 
Figure 3, the neck (proximal) portion of the LAA is invariably 
angled superiorly and anteriorly. However, the mid to distal body 
of the LAA angulation is highly variable, and can be grouped into 
three general directions: (A) superior-anterior directed (most com-
mon), (B) mid-to-inferior anteriorly directed (less frequent), or 
(C) retroflex (superior, rightward, posteriorly directed tip) (infre-
quent). The best-suited WATCHMAN sheaths are double-curve 
for (A), single-curve for (B) and anterior-curve for (C). The loca-
tion of the TSP can also be selected based on the angulations of 

Figure 8. TOE measurements for the Amulet and WATCHMAN devices. A) TOE measurements at four angles for the Amulet device at the 
echocardiographic orifice (red lines) and at the landing zone 12 mm inside the orifice (blue lines). B) TOE measurements at four angles for 
the WATCHMAN device for the orifice diameter and depth.

Figure 9. 3D-TOE assessments of the ostium of the LAA.

Table 6. Comparison of measurements with CCTA versus TOE.

Author, year #Cases CT machine CT measurements
Budge 2008 80 53 AF ablation 16-slice Segmented CCTA 2.5 mm larger than 2D-TOE

Lopez–Minguez 2014 81 37 ACP 64-slice, non-synchronised Superior-inferior axis CCTA 0.95 mm larger than 2D-TOE

Saw 2016 82 50 LAA closure 320-detector or dual source 
128-slice

MPR CCTA 1.8 mm larger than 2D-TOE, 4.2 mm larger than fluoro

Wang 2016 83 53 WM 128-slice + 3D printing 3D-CCTA 2.7 mm larger than 2D-TOE, 2.3 mm larger than 3D-TOE

Rajwani 201784 73 LAA closure Dual source 128-slice MPR CCTA 3 mm larger than 2D-TOE

Goitein 2017 85 36 LAA closure 256-slice 3D-CCTA diameter 5 mm larger and perimeter 13 mm larger than 
2D-TOE

2D: two-dimensional; 3D: three-dimensional; ACP: AMPLATZER Cardiac Plug; AF: atrial fibrillation; CCTA: cardiac computed tomography angiography; 
LAA: left atrial appendage; MPR: multiplanar reconstruction; TOE: transoesophageal echocardiography; WM: WATCHMAN

provided larger measurements than 2D-TOE, but remained smaller 
by ~2 mm compared to CCTA assessments83,86. Of note, volume 
loading is critical to ensure proper measurements since the LAA 
is thin-walled and distensible. A saline bolus of 500-1,000 ml can 
increase the LAA orifice dimensions and depths by ~2 mm87, 
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the LAA. For most LAA, where the body is superior-anterior 
directed, a standard inferoposterior puncture of the fossa ovalis 
is recommended to provide a direct vector towards the superior-
anterior LAA. For mid-inferiorly directed appendages, a mid-level 
and posterior puncture will facilitate advancing a single-curve 
sheath to the distal tip of the inferiorly directed lobe (Figure 10).
3D printing: there is increasing interest in 3D model printouts of 
the LAA from CCTA or TOE images87. A small randomised study 
showed that CCTA with 3D prints can improve the efficiency of 
device and guide catheter utilisation, and procedural time88. Although 
these prints are not necessary for all LAA implants, they may be 
useful for novice operators and/or challenging anatomies. Larger 
models, where the interatrial septum, the entire LA and LAA are 
included, can help with preplanning TSP site and sheath selection.
PROCEDURAL IMAGING
Fluoroscopy and TOE are the preferred modalities for procedural 
imaging for LAA closure. Intracardiac echocardiography (ICE) is 
gaining popularity and has become standard in some centres, given 
the convenience of minimal sedation. Some perform LAA closure 
with fluoroscopy guidance alone, but this practice has been lim-
ited to a few experienced centres and cannot be recommended for 
wide use by others. In extreme cases that can have neither TOE 
nor CT prior to or during the procedure, these centres have been 
using distant contrast injection to the LAA during the procedure 
to exclude LAA thrombus. This practice is also limited to a few 
expert centres and cannot be recommended for wide use by others.

Procedural imaging should confirm the lack of LAA thrombus 
and confirm sizing measurements with the appropriate volume 
loading conditions (mean LA pressure >12 mmHg).

For TSP, TOE/ICE provides live visualisation of the trans-
septal needle and sheath position in relation to the fossa ovalis. 
With TOE, the supero-inferior (bicaval) and the antero-posterior 

(short-axis) views are essential to guide inferior-posterior punc-
tures. With ICE, the probe is positioned in the right atrium, rotated 
clockwise and retroflex tilted to visualise the fossa in a cranio-
caudal angulation. Visualisation of the posterior fossa ovalis is 
achieved by clockwise rotation.

During the remainder of the procedure, TOE/ICE helps to guide 
sheath placement and device implantation according to manufac-
turer recommendations for optimal implant criteria. It is essential 
to interrogate the device in at least four angles (0, 45, 90 and 135°) 
with TOE prior to release, ensuring appropriate compression, 
minimal peri-device leak (<3 mm), and stable tug/tension tests. 
With ICE, the best imaging is achieved with the probe in the LA, 
either through a double-TSP or through a single-TSP (both access 
sheath and ICE probe through the same TSP). The ICE probe can 
be retroflexed, rotated clockwise/counter-clockwise and tilted left/
right while facing the LAA to visualise the device and peri-device 
leak with colour Doppler. The probe can also be advanced into 
the LUPV to view the LAA in a long-axis view. Small non-ran-
domised series have shown ICE-guided LAA closure to be feas-
ible with good procedural outcomes89.

POST-PROCEDURAL IMAGING
A transthoracic echocardiogram should be performed prior to dis-
charge to ensure that the device has remained in position in the 
LAA and to exclude pericardial effusion. It is challenging to visu-
alise both the WATCHMAN and AMPLATZER devices on trans-
thoracic echocardiography; the AMPLATZER device may be seen 
as a hallmark figure of 8 (Figure 11). After discharge, device sur-
veillance is recommended 6 to 12 weeks post LAA closure with 
either TOE or CCTA, primarily to assess for device-related throm-
bus (DRT) and peri-device leak. The incidence of DRT has been 
reported at 2-4% for most endovascular devices (Table 7)90-98 and 

Figure 10. Selection of the WATCHMAN sheaths according to the angulations of the LAA. A) Double-curve sheath for the superior-anterior 
directed LAA. B) Single-curve sheath for the LAA directed mid level to inferior. C) Anterior-curve sheath for a retroflex chicken-wing LAA 
(directed superiorly and rightwards).
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(>12 months post implantation) DRT have also been reported, and 
therefore repeat imaging at 12 months or later may be considered, 
especially if patients present with thromboembolism101.

The mechanism of residual leak can also be assessed on CCTA, 
differentiating from leaking through the fabric (incomplete endo-
cardialisation) or peri-device leak (which can be due to ostial 
LAA gaps, or incomplete seal from an off-axis device)99. With 
the WATCHMAN, any peri-device leak on TOE was observed 
in ~32% of cases in the PROTECT study at 1 year103; however, 
in a contemporary real-world registry (EWOLUTION), the inci-
dence of severe leak >5 mm occurred in only 1% of cases96. For 
the ACP device, any leak occurred in 12.5% of cases, but severe 
leak >5 mm was only observed in 0.6% in the ACP multicentre 
registry21. For the Amulet device, >3 mm peri-device leak was 
observed in 1.8%, but there was no leak >5 mm in the Amulet 
post-marketing registry97. The presence of any peri-device leak 
was not shown to correlate to clinical events92,103. The threshold of 
5 mm leak was derived from the PROTECT study for continuation 
of oral anticoagulation; however, this has not been validated with 
outcomes or other devices. Even though there have been anecdotal 
case reports of treating large peri-device leaks with long-term oral 
anticoagulation or additional LAA/AMPLATZER occluders, the 
clinical benefit of these approaches remains to be proven.

RECOMMENDATIONS FOR LAA CLOSURE IMAGING:
Table 8 summarises the recommendations for LAA closure imag-
ing according to expert consensus. Preprocedural imaging should 
be performed with either CCTA or TOE to rule out pre-existing 
LAA thrombus and anatomic suitability for LAA closure (soft-
ware for semi-automatic analysis of pre-LAAO CT is available). 
Procedural imaging should be performed with either TOE or ICE 
guidance, and in exceptional circumstances may be performed with 
fluoroscopy alone by experts if pre-imaging was done with CCTA 
or TOE. LAA closure should not be performed with fluoroscopy 
alone without pre-screening with CCTA, TOE, or ICE, or a distant 
contrast medium injection should be performed upon arrival in the 
left atrium to rule out LAA thrombus. Post-procedural imaging to 

Table 7. Incidence of device-related thrombus (DRT) and strokes.

Study N Device DRT TOE time Associated stroke
PROTECT90 478 WATCHMAN 4.2% – 3/20 (15%)

ASAP91 150 WATCHMAN 4.0% mean 164 days 1/6 (16.7%)

ACP Multicentre92 339 ACP 3.2% mean 7 months 0%

Lempereur et al 93 2,118 WATCHMAN, ACP, Amulet 3.9%
– TIA 2.4%

Stroke 4.9%

Lakkireddy et al94 712 LARIAT 2.5%  –  –

Pillarisetti et al95 259
219

LARIAT
WATCHMAN

1.6%
3.7%  –  –

EWOLUTION96 1,025 WATCHMAN 3.7% 0/28 (0%)

Amulet PMR97 1,088 Amulet 1.5% Mean 67 days 1/10 (10%)

PROTECT, PREVAIL, CAP, CAP298 1,739 WATCHMAN 3.7% 45 days and 12 months 17/65 (26.2%)

DRT: device-related thrombus; TIA: transient ischaemic attack; TOE: transoesophageal echocardiography

Figure 11. Transthoracic echocardiogram image of an implanted 
Amulet device, which appears as a “figure of 8”.

can be detected on TOE and CCTA99. The occurrence of DRT was 
demonstrated to be an independent predictor of stroke/TIA (HR 4.4, 
95% CI: 1.05 to 18.43), and thus should be managed accordingly 
with anticoagulation therapy100. There are patient-related (e.g., poor 
left ventricular ejection fraction [LVEF], poor compliance with 
antithrombotic therapy, smoking, spontaneous echo contrast, his-
tory of thromboembolism) and implant-related (e.g., deep implan-
tation, incomplete LAA occlusion) factors that can increase the risk 
of DRT92,93,101. The appearance of DRT can be quite varied, and it 
can sometimes be challenging to differentiate normal endocardi-
alisation on the atrial surface of the device versus actual thrombus 
formation on the device. Although there is no uniform definition 
or classification of DRT for LAA closure devices, it has been sug-
gested that protruding thrombi (especially those that are mobile) 
are more susceptible to embolisation. These types of DRT require 
reinforced anticoagulation to resolve the thrombus102. Very late 
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assess for DRT should be performed at 6-12 weeks post implanta-
tion and may be repeated after 12 months. Presence of DRT on the 
atrial side of the device should be treated with intensified antico-
agulation to resolve thrombus.

Chapter 4. Implantation technique, step-by-step, 
tips and tricks
FEMORAL VEIN ACCESS AND TSP
Intravenous or oral antibiotic prophylaxis is administered once 
prior to and also after the procedure, with the choice of antibiotic 
depending on the institutional preference and allergy history of 
the patient (usually cephalosporin or vancomycin or clindamycin 
[for patients allergic to penicillin or cephalosporin]). Femoral 
venous access is obtained. Generally, given the more favourable 
orientation of the transseptal sheath and, later, the delivery system 
with respect to the interatrial septum, right is preferred over left 
femoral venous access. It is important to bear in mind that, in tri-
als and registries, vascular access complications (e.g., requiring 
transfusion or further intervention/surgery) have been relatively 
common and therefore meticulous care during access is strongly 
recommended. Consideration should be given to fluoroscopic 
guidance (e.g., by applying a vascular clamp to mark the lower 
third of the femoral head) or direct ultrasound-guided access. The 
latter minimises the risk of inadvertent arterial puncture. A micro-
puncture needle can be used for access, potentially minimising the 
bleeding risk after an inadvertent arterial puncture. A skin incision 
of ~7 mm and, optionally, subcutaneous track formation (e.g., 
with a Kelly clamp) facilitate transseptal and, later, access sheath 
entry into the femoral vein. Though it has not been demonstrated 
to improve outcomes or reduce vascular access complications, 

consideration can also be given to pre-close (e.g., with a Perclose 
ProGlide® Suture-Mediated Closure System [Abbott Vascular, 
Santa Clara, CA, USA]) the vascular access site with a suture that 
allows suture tightening and immediate haemostasis after sheath 
removal at the termination of the case. If the Perclose ProGlide 
device is used for pre-closure, after wire removal and before foot 
plate deployment, gently pushing on the skin overlying the vein to 
generate blood return helps to confirm adequate intravenous posi-
tioning. The operator should consider carefully inserting a 16 Fr 
sheath to reduce subcutaneous tissue friction and thereby improve 
access sheath torque transmission, particularly in obese patients 
with long distances from the skin surface to the venous entry site. 
TSP can be performed with traditional transseptal systems such as 
an SL-1 sheath and Brockenbrough (BRK)-1 needle; however, 
other systems may work equally well. In cases where a hypermo-
bile or thickened, leathery septum makes puncture difficult, use of 
energy (either by a dedicated radiofrequency [RF] catheter [e.g., 
Baylis Medical, Burlington, MA, USA] or by touching the proxi-
mal end [arrow] of the BRK needle with an activated Bovie knife 
or RF catheter [15-20 Watt, duration: 1 second]) can facilitate 
puncture. Alternatively, the stylet provided with the needle or the 
back end of a 0.014-inch or 0.018-inch wire can be advanced 
through the BRK needle to enhance puncture success or a dedi-
cated wire (e.g., SafeSept®; Pressure Products Medical Supplies, 
San Pedro, CA, USA) can be used. A manifold or power injector 
with a pressure transducer should be connected to the transseptal 
needle or RF needle to allow continuous pressure monitoring and 
confirm left atrial position after puncture (the V-wave is typically 
more prominent than the a-wave in the left atrial pressure tracing 
whereas the opposite is true for the right atrial pressure tracing). 
As the transseptal system is pulled down from the superior vena 
cava into the right atrium, there is frequently a sudden jump and 
another when the system engages the fossa ovalis. To confirm 
engagement of the fossa, and when connected to a manifold, 
small amounts of contrast can be injected to visualise tenting on 
fluoroscopy (paint and poke technique). Tenting should also be 
confirmed by echocardiographic imaging (regardless of whether 
TOE or ICE is used) (Supplementary Figure 1, Movie 1). 
Guidance by TOE (or ICE) is very helpful to visualise the punc-
ture location. The puncture location may vary depending on the 
anatomy and orientation of the left atrial appendage (LAA) but is 
most frequently at a posterior and inferior location (Supplementary 
Figure 2) as most LAAs are oriented anterolaterally 
(Supplementary Figure 4, Movie 2, Movie 4) and superiorly 
(Supplementary Figure 3, Movie 3, Movie 4). The key is to 
achieve coaxial alignment with the access sheath and delivery 
system and the proximal segment of the LAA (Supplementary 
Figure 5, Movie 4). To achieve a posterior location, the arrow on 
the base of the BRK needle near the groin typically points to 
a 5-6 pm position, assuming that noon is pointed towards the ceil-
ing and 6 pm towards the floor (Supplementary Figure 6). More 
posterior locations are reached by more clockwise rotation 
(Supplementary Figure 6) of the BRK needle and sometimes also 

Table 8. Scientific rationale of recommendations for LAA closure 
imaging.

Recommendations
Consensus 
statement 
instruction

Symbol

Preprocedural imaging should be 
performed with either CCTA or TOE to 
rule out pre-existing LAA thrombus 
and anatomic suitability for LAA 
closure

“Should do this”

Procedural imaging should be 
performed with either TOE or ICE 
guidance

“Should do this”

Post-procedural imaging should be 
performed at 6-24 weeks post 
implantation to assess for DRT

“Should do this”

Post-procedural imaging may be 
repeated after 12 months post 
implantation to assess for DRT

“May do this”

Presence of DRT on the atrial side of 
the device should be treated with 
intensified anticoagulation to resolve 
thrombus

“Should do this”

CCTA: cardiac computed tomography angiography; DRT: device-related 
thrombus; ICE: intracardiac echocardiography; TOE: transoesophageal 
echocardiography
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by slightly withdrawing the transseptal system (Supplementary 
Figure 7, Movie 5). Slight withdrawal of the transseptal system 
will also direct the tip to a more inferior location. In some cases 
of a very anteriorly oriented LAA, the puncture may have to be at 
the most posterior part of the fossa ovalis (Supplementary Figure 8, 
Supplementary Figure 9), whereas in more unusual LAAs that 
have a lateral orientation or posterior orientation (e.g., reverse 
chicken-wing configuration) the puncture site may be better in the 
mid fossa to anterior (Supplementary Figure 10, Supplementary 
Figure 11), rather than posterior. When the orientation of the LAA 
is favourable (e.g., lateral or posterior orientation) and a patent 
foramen ovale (PFO) or an atrial septal defect (ASD) is present, it 
is reasonable to access the left atrium and appendage through the 
(more anteriorly located) PFO or the ASD. However, this may 
create an access issue due to malalignment in the case of a tight 
PFO with a long tunnel and necessitate a separate puncture. 
During transseptal sheath manoeuvring, real-time TOE, in the 
bicaval view, helps to assure an inferior puncture location 
(Supplementary Figure 12), and, in the transoesophageal short-
axis view, clarifies a posterior location (Supplementary Figure 13). 
X-plane imaging allows visualisation of both the bicaval (in fact 
showing the superior vena cava and the coronary sinus) and trans-
oesophageal short-axis views simultaneously. In addition, 
3D-TOE imaging can confirm both inferior and posterior puncture 
locations (Supplementary Figure 1, Movie 1). Once an interatrial 
septal puncture has occurred, the sheath and dilator are carefully 
advanced over the needle into the left atrium and the needle is 
removed, taking care to cover the proximal hub of the introducer 
with the thumb after removal and hold the proximal hub between 
the patient’s legs or lateral to the leg as low as possible to prevent 
air entry (particularly in those with a low left atrial pressure). 
During removal of the introducer, consideration should be given 
to continuous slow aspiration through the dilator (via a Luer lock 
syringe) to avoid air entrapment into the transseptal sheath during 
this process. After dilator removal, the sheath is aspirated and 
flushed with heparinised saline and connected to the pressure 
transducer to assess the mean left atrial pressure. Occasionally, 
resistance is encountered during the attempt of crossing with the 
transseptal sheath (usually at the transition between the dilator 
and the sheath). This can usually be overcome by applying mild 
forward tension and slight rotation in either direction. If, despite 
these manoeuvres, the transseptal sheath does not cross, options 
are to use one of the stiffest available wires (Backup wire or 
E-wire [Boston Scientific, Marlborough, MA, USA] or 
Lunderquist® wire [Cook Medical, Bloomington, IN, USA]) or 
balloon dilatation of the TSP site with a 4 mm balloon (Movie 6, 
Movie 7). As the balloon deflates, the transseptal sheath usually 
tracks over the balloon into the left atrium without difficulty 
(Movie 7). In such a case of resistant interatrial septum, it is cru-
cial to introduce a J-tipped guidewire deeply into the pulmonary 
vein (usually left superior) or an Inoue shaped (large pigtail tip) 
wire in the left atrium or ventricle prior to any further, more 
aggressive attempt to overcome the septum. This may help to 

avoid inadvertent injury to the posterior wall of the atrium, caused 
by a dilator tip during sudden “jump in” through the septum 
deeply into the atrial cavity, facilitated by an excessive tension/
rotation applied. It has been demonstrated that the LAA ostium 
diameter can increase considerably after fluid administration in 
patients with low baseline pressure104. Hence, fluid challenge 
(e.g., 250 ml to 1,000 ml, depending on left ventricular systolic 
function and/or prior history of congestive heart failure) in those 
with left atrial pressures <11-12 mmHg should be considered to 
allow measurement of the maximal ostial diameter and thereby 
optimise device sizing (i.e., avoid device embolisation or peri-
device leaks due to undersizing). It is important to remember to 
administer heparin (e.g., 100 units/kg) before or upon transseptal 
crossing for a target activated clotting time (ACT) of >250 s 
(some operators favour >300 s). The timing of heparin adminis-
tration varies according to the operator. Some administer the full 
dose prior to TSP, others wait until puncture has occurred or 
administer half the dose prior to puncture (e.g., after transfemoral 
venous access) and the other half after TSP. Regardless of strat-
egy, it is of great importance to achieve a therapeutic ACT level 
as soon as possible after transseptal crossing because of the low 
flow state in the left atrium and thrombogenicity of the equipment 
(sheath, wires, and device).

WATCHMAN DEVICE
Once the transseptal sheath is across the interatrial septum, 
a J-tipped 0.035-inch wire with a stiff body but soft tip (e.g., 
Amplatz Extra-Stiff 3 cm soft-tipped J-wire [Cook Medical, 
Bloomington, IN, USA], a Backup wire or an E-wire, or 
a Lunderquist wire) can be advanced into the left upper pulmonary 
vein or the left atrium or ventricle to allow exchange of the trans-
septal sheath for the WATCHMAN access sheath (WAS). To facil-
itate positioning of the wire in the left upper pulmonary vein, the 
transseptal sheath can be turned slightly clockwise for a more 
posterior orientation. In some cases, selective cannulation of the 
left upper pulmonary vein can prove difficult. Consideration may 
then be given to simply advancing a wire with a pigtail curve (e.g., 
the Safari™ extra-small wire [Boston Scientific, Marlborough, 
MA, USA], ProTrack™ wire [Baylis Medical, Burlington, MA, 
USA] or TORAYGUIDE™ guidewire [Toray, Tokyo, Japan) into 
the left atrium that can be used as an atraumatic rail to exchange 
the transseptal sheath for the WAS. Once the WAS tip has crossed 
the interatrial septum by 2-3 cm, the dilator is pulled into the 
sheath and, subsequently, the wire removed. Then the dilator is 
slowly removed while aspirating via a Luer lock syringe to avoid 
air entrapment. The WAS is aspirated and flushed with heparinised 
saline and an angled 5 Fr or 6 Fr pigtail catheter (preferably with 
marker bands) is advanced via the access sheath into the left 
atrium and oriented to the (usually superiorly and anteriorly ori-
ented) LAA. A common mistake when trying to position the pig-
tail catheter into the left atrium is that the tip of the access sheath 
is too far into the left atrium, thereby limiting the manoeuvrability 
of the pigtail catheter. If this is the case, the WAS can be retracted 
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Figure 12. Illustration of how a 3D reconstruction of the LAA can 
help with preparation of how the LAA will lay out fluoroscopically. 
LAA: left atrial appendage; RAO: right anterior oblique

Figure 13. Illustration of how a 3D reconstruction of the LAA can 
help with preparation of how the LAA will lay out fluoroscopically. 
LAA: left atrial appendage; RAO: right anterior oblique

until the tip remains 2-3 cm in the left atrium (confirmation by 
TOE or ICE). The best fluoroscopic angulation to engage the LAA 
and position the pigtail tip as well as, eventually, the WAS is the 
right anterior oblique (RAO) caudal, but this can be modified 
depending on the best implant angle that may have been deter-
mined by computed tomography (CT) imaging. It is important to 
position the pigtail catheter tip into the deepest (usually anterior 
and also the largest) lobe to gain adequate depth for the WAS. 
Cineangiography in two orthogonal views (RAO caudal [e.g., 
30/20] and RAO cranial [e.g., 30/20]) is performed (Figure 12, 
Figure 13, Movie 8, Movie 9). Some operators choose to perform 
cineangiography in the RAO/CAU view only. The best views 
determined by CT or magnetic resonance imaging (MRI) may 
deviate from the aforementioned generic RAO/CAU and RAO/
CRA views. In this context, please recognise that large append-
ages can frequently not be adequately filled by hand injection and 
the availability of a power injector can be very helpful (typical set-
ting would be 9 ml/s for a total of 9 ml). The 30/20° RAO/CAU 
and 30/20 RAO/CRA views usually correspond to the mid-oesoph-
ageal 135° and 45° views on TOE imaging, respectively. The 
RAO/CRA view typically delineates the ostium and neck of the 

LAA better, whereas the RAO/CAU view demonstrates the mid to 
distal segment of the LAA and its side pouches better. After cine-
angiography, the maximum (regardless of the phase of the cardiac 
cycle and measured in the frame that provides the largest dia-
meter) ostial diameter and depth are measured and compared to 
echocardiographic and/or CT imaging. Sizes rarely differ by more 
than 2 mm provided similar views are compared. It is important to 
rely on the largest size measured regardless of the imaging modal-
ity, provided measurements are made at the appropriate location 
and imaging quality is good. Sizing is performed according to the 
recommended sizing chart (Supplementary Figure 14), keeping in 
mind that the minimum recommended compression is 8%. If the 
LAA depth is adequate and deployment of a larger device is not 
compromised by prominent pectinate muscles, oversizing by ~ 
20-25% may reduce the likelihood of peri-device leaks. The WAS 
(outer diameter 14 Fr [4.7 mm], inner diameter 12 Fr [4.0 mm], 
length: 75 cm) (Supplementary Figure 15, Movie 10) is then 
advanced over the pigtail catheter into the LAA with the tip as far 
distal as can safely be achieved, keeping in mind that the distal 
marker band is 5 mm proximal to the WAS tip (i.e., the distalmost 
marker band should not be any closer to the appendage wall than 
5 mm) (Supplementary Figure 14, Movie 11, Figure 15). 
Cineangiography can be performed and, if the WAS is too deep, it 
can be retracted such that the marker band corresponding to the 
anticipated device size aligns with the LAA ostium. It is important 
to keep in mind that the WAS has four marker bands (Figure 14, 
Figure 15). The previously mentioned distal band, located 5 mm 
from the WAS tip, is important in guiding sheath engagement 
depth and helping to prevent dangerously deep engagement, and 
three more proximal markers correspond to the most proximal 
aspect of the loaded device and should align with the LAA ostium 
prior to device delivery (Figure 16). These three marker bands 
correspond with the 21 mm, 27 mm and 33 mm devices; for the 
24 mm and 30 mm devices an imaginary line is located between 
the 21 mm and 27 mm and 27 mm and 33 mm marker bands, 
respectively (Figure 14). Sometimes, to gain depth and obtain 
more coaxial sheath alignment, counter-clockwise tension on the 
WAS is needed (particularly in more anteriorly oriented LAAs). 
Once a device size has been chosen, it is advisable to leave the 
pigtail catheter in the LAA until the device is prepared and ready 
for insertion because the pigtail catheter prevents inadvertent fur-
ther advancement of the WAS into the LAA. When the device is 
ready for insertion, it is handed to the operator who should con-
firm that the device feet are at the distal marker band of the deliv-
ery catheter, but not beyond (Figure 15). The pigtail catheter is 
then removed with care taken that the WAS does not protrude any 
further into the LAA during this manoeuvre. The delivery catheter 
(with the device inside) is then inserted through the valve into the 
WAS (Movie 12). There are two important aspects for safe perfor-
mance of this manoeuvre. First, the WAS valve has to be opened 
(by counter-clockwise turning) and should be held as low as poss-
ible to allow adequate back bleeding and prevent air entrapment 
and, second, during insertion of the delivery catheter into the 
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valve, forward flow of heparinised saline should occur through the 
delivery catheter to create a fluid-to-fluid connection during inser-
tion (Movie 12). When inserting the delivery catheter (and device), 
the WAS may lose some of its necessary anterior orientation. In 
this case, it can help to have an assistant maintain the 

5 mm distance
from the distal

marker
to the WAS tip

33 mm 27 mm 21 mm

Example of a 21 mm
device

Imaginary line
for 31 mm and 24 mm device

Radiopaque
marker bands

Figure 14. Illustration of the WATCHMAN access sheath with its markers and demonstration of the sheath fluoroscopically. 
WAS: WATCHMAN access sheath

33 mm marker band27 mm marker band
21 mm marker band

Delivery
catheter

Access
sheath
(WAS)

Distal marker
band

Distal marker
band

Soft tip (5 mm)

Soft tip (5 mm)

WATCHMAN
device in delivery

catheter

Figure 15. Illustration of the WATCHMAN access sheath and 
delivery catheter. WAS: WATCHMAN access sheath

Figure 16. Demonstration of the WATCHMAN access sheath 
including radiopaque marker bands in relation to the LAA. LAA: left 
atrial appendage; LCX: left circumflex coronary artery; 
WAS: WATCHMAN access sheath

counter-clockwise torque of the sheath while advancing the deliv-
ery catheter. The delivery catheter is then advanced such that the 
distal marker band of this catheter aligns with the distal marker 
band of the WAS (Movie 12). At this point, while maintaining the 
position of the delivery catheter and device, the WAS is pulled 
back until a “click” is felt (Movie 12, Movie 13). This locks the 
WAS and delivery catheter together such that both are now one 
unit. Keep in mind that the WAS marker bands are now more 
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proximal and are no longer a reliable guide during deployment. 
The device is now ready for deployment. Deployment is usually 
performed in the RAO/CAU view that best delineates the more 
distal LAA segment and depth and thereby helps to avoid inad-
vertent advancement of the delivery system or device. While 
maintaining device position by fixing the proximal end (cable), the 
WAS and delivery catheter are now very slowly pulled back allow-
ing the feet to unfold (Movie 14). At this point, it is important to 
ask the patient to take slow shallow breaths (if the procedure is 
performed under local anaesthesia) or to ask the anaesthesiologist 
to hold ventilations if the patient is under general anaesthesia. This 
minimises diaphragmatic and LAA movement during deployment. 
Further, it is helpful to have an assistant draw the distalmost aspect 
of the LAA on the screen with a marker pen to help guide the 
operator to avoid any inadvertent advancement of the device and 
delivery system. The deployment is optimally carried out slowly 
while avoiding any pushing or repositioning relative to the LAA 
ostium. Once the feet have exited and the device begins to flower, 
it is important to maintain very subtle forward tension for the 
remainder of the deployment to prevent device migration towards 
the left atrium. Once the device has fully unfolded, the echocardio-
grapher will check four components of deployment (PASS criteria: 
P=position, A=anchor, S=size, S=seal). Regarding anchoring, 
a tug test is performed during which, while maintaining WAS/
delivery catheter position (with the catheter tip ~2-4 cm from the 
device hub), the delivery cable is tugged backwards and attention 
is directed to movement of the device and LAA in unison (i.e., 
without independent device movement) (Movie 15). Regarding 
the position, more than half of the device length should be distal 
to the LAA ostium. To facilitate LAA visualisation during this 
manoeuvre, contrast can be injected. Next, correct device sizing 
should be confirmed. In all conventional TOE views (0, 45, 90 and 
135°) and/or with fluoroscopy, the largest diameter of the shoulder 
is measured. This should be at least 8% smaller than the original 
device size (i.e., there should be at least 8% compression). Finally, 
it should be confirmed in all the aforementioned echocardio-
graphic views that there is no relevant peri-device leak. Contrast 
cineangiography can be obtained but is not mandatory if all 
echocardiographic criteria are met. The device is then released by 
turning the delivery cable counter-clockwise 3-5 turns while 
avoiding any forward tension (Movie 16). As the device is 
released, it is important to retract the tip of the delivery cable into 
the delivery catheter/access sheath to prevent any left atrial injury. 
The delivery system is then removed and femoral venous access 
haemostasis is obtained either by manual pressure, tightening of 
previously deployed sutures, or by a figure of 8 stitch.

It should be mentioned that some operators, after advanc-
ing the pigtail via the transseptal sheath into the LAA, exchange 
the pigtail for a soft, J-tipped stiff wire (e.g., Amplatz Extra-Stiff 
wire, 3 cm soft-tipped) and over this wire exchange the transsep-
tal sheath for the WAS. If this technique is pursued, avoid any 
movement and undue forward tension while exchanging the trans-
septal sheath for the WAS to minimise the risk of LAA injury. 

Further, though most currently use TOE for procedural guidance, 
some operators use only ICE during the procedure, avoiding the 
discomfort of the TOE probe. Multiplanar imaging with the cur-
rently available ICE probes is not possible but adequate imaging 
quality can be obtained by operators experienced with ICE. To 
compensate for the lack of multiplane imaging, the ICE probe, 
in addition to the right atrium, can be positioned into the coro-
nary sinus, left main pulmonary artery and directly into the left 
atrium or left upper pulmonary vein to allow positioning closer 
to the LAA. If ICE is chosen as the imaging modality, and left 
atrial imaging is pursued, after TSP, while leaving a wire in the 
left atrium or left upper pulmonary vein, the transseptal sheath can 
be withdrawn back into the right atrium and the ICE catheter can 
be advanced (with the wire as a guide) via the orifice created by 
the TSP into the left atrium. The transseptal sheath and dilator can 
then be re-advanced over the wire into the left atrium.

DEVICE RECAPTURE
If, after deployment, it is noted that the device position is inade-
quate, the device can be partially or fully recaptured. Partial recap-
ture is performed if the device position is too distal in the LAA. 
In this case, the WAS/delivery catheter is gently re-advanced up 
to the device and, while backward tension is applied to the deliv-
ery knob, the WAS/delivery catheter is slowly advanced over the 
device to, but not beyond, the fixation barbs (resistance can usu-
ally be felt when approaching the fixation barbs). At this point, the 
system can be retracted slightly to the desired location and a sec-
ond deployment can be attempted. If the WAS/delivery catheter is 
advanced beyond the fixation barbs, the manufacturer recommends 
removal of the device out of concern for fixation barb injury. If, 
after deployment, it is determined that the device size is inappropri-
ate, full recapture in the manner previously described is performed. 
Of note, if the device position is too proximal (too far in the left 
atrium), generally it is not recommended to recapture and advance 
the system partially as advancement without a leading pigtail or 
J-wire is more traumatic and increases the perforation risk.

ADDITIONAL TIPS
Tip 1. Though not mandatory, especially for less experienced 
operators, it is helpful to familiarise oneself with the 3D ana-
tomy of the appendage because it can be difficult to understand by 
fluoroscopic and echocardiographic imaging alone. The LAA can 
be well reconstructed with CT-angiographic imaging (Figure 12, 
Figure 13, Movie 8, Movie 9). It can help to delineate the orien-
tation of the LAA, number of lobes and which lobe is dominant. 
Importantly, it can also be helpful in determining the best implant 
angle.
Tip 2. Familiarisation of which images’ fluoroscopic angles cor-
respond best with TOE imaging. It is especially important to 
recognise how the RAO/CAU view corresponds with the 135° 
mid-oesophageal TOE view (Movie 17).
Tip 3. Engagement of the LAA and coaxial alignment. The LAA is 
usually anteriorly and superiorly oriented. To facilitate engagement 
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and coaxial alignment, the double-curve access sheath, most fre-
quently used, has two curves in two planes. Under most circum-
stances, this allows alignment without much sheath manipulation. 
However, sometimes the sheath needs to be rotated counter-clock-
wise to facilitate anterior orientation (Movie 17). Alternatively, an 
anterior curve sheath can be used with a more pronounced second-
ary bend or the fossa ovalis can be re-punctured more posteriorly 
to achieve optimal alignment with the anteriorly directed LAA. 
In cases of laterally or posteriorly oriented LAAs, a less counter-
clockwise rotation or a single-curve access sheath or mid fossa 
puncture can be considered.
Tip 4. Understand the equipment. Keep in mind that the distal tip 
of both the WAS and the delivery catheter protrudes 5 mm beyond 
the distal marker band. This means that there are 5 mm of sheath 
and/or catheter beyond the distal marker that may not be visible on 
fluoroscopy or cineangiography (Figure 14, Movie 11).

AMULET DEVICE
The same principles for femoral venous access and TSP as out-
lined above for the WATCHMAN device also apply to the Amulet 
device. Likewise, anticoagulation, at the latest after TSP maintain-
ing an ACT >250-300 seconds throughout the procedure, and an 
oral or intravenous antibiotic (depending on the institution’s pre-
ference and the patient’s allergy history) are administered once 
prior to and again after the procedure. An AMPLATZER™ 
 TorqVue™ delivery sheath (Abbott Vascular) (Supplementary 
Figure 16) is used to access the left atrium. It has two 45° out-of-
plane bends. Some operators adjust the sheath configuration 
according to the left atrial and appendage morphology by bending 
the sheath and dilator based on fluoroscopy2. Once across the 
interatrial septum, the wire and dilator are removed and a pigtail 
catheter is inserted via the TorqVue sheath into the LAA. The 
TorqVue sheath may also be inserted directly into the LAA, prefer-
ably with the dilator still inside, but retracted proximal to the prox-
imal bend. This facilitates torquing without distorting the sheath 
curves and prevents kinking. Cineangiography of the LAA is per-
formed (in the aforementioned RAO/CAU or RAO/CRA views) 
and measurements of the landing zone (i.e., the anticipated posi-
tion of the lobe) and the ostium are made. It is important to empha-
sise that, depending on the anticipated device size used, the landing 
zone is measured ~1.0 cm (for the 25 mm or smaller device) or 
~1.2 cm (for the 28 mm or larger device) distal (more towards the 
apex of the LAA) to the ostium (Figure 17). In addition, the length 
of the landing zone is measured, particularly in cases of a chicken-
wing LAA when, if this length is insufficient, the implantation 
strategy may differ from the usual technique to a “sandwich” tech-
nique described below. The sizing chart provided by the manufac-
turer outlines recommendations assuming that the measurements 
are made by 2D-TOE or cineangiography (Supplementary 
Figure 17). However, when CT angiography is available, it is 
reasonable to choose the device size based on the calculated mean 
diameter or perimeter, particularly when the LAA landing zone 
and ostium have very elliptical shapes. This strategy may prevent 

gross oversizing. While maintaining a pigtail catheter in the LAA, 
the delivery sheath can be advanced into the LAA landing zone and 
the pigtail catheter then removed. The Amulet is supplied loaded in 
the loading catheter (Figure 18, Supplementary Figure 18) and 
requires thorough flushing with heparinised saline until no air is 
visible in the loading catheter (Supplementary Figure 18, 
Movie 18). Through the side port of the Y-connector, either by 
hand injection or via a power injector, heparinised saline is injected 
exiting the loading catheter tip. Simultaneously, backflow of the 
delivery sheath is allowed to create a fluid-to-fluid connection as 
the loading catheter and delivery sheath are connected to minimise 
air entrapment and embolisation (Figure 19, Supplementary 
Figure 19, Movie 19). Once connected, the valve on the loading 
catheter is opened slightly by counter-clockwise turning and the 
device is advanced by pushing the delivery cable forward while 

Figure 18. Demonstration of the loader catheter with the Amulet 
loaded and the Amulet cable as well as the Y-connector.

Figure 17. Illustration of the landing zone and ostium of the 
appendage for the purpose of Amulet implantation. The landing zone 
(grey area, location of where the lobe sits) is typically 1.0-1.2 cm 
distal to the ostium, depending on the device size.
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holding the sheath and loading catheter in place (Figure 20, 
 Supplementary Figure 20, Movie 20). Special attention should be 
paid to avoid turning of the delivery cable (counter-clockwise) 
while advancing it in order to avoid inadvertent premature discon-
nection of the device from the cable. To assure secure connection, 
prior to deployment, the cable can be pulled back 1-2 cm while 
paying attention to the device to make sure that it is still con-
nected. The device is advanced to the sheath tip. For deployment, 
under most circumstances, good visualisation of the landing zone 
and ostium is most important, and therefore the RAO/CRA view 
may be preferred. Then the delivery cable is fixed with the right 
hand and the sheath slowly pulled back to allow partial deploy-
ment such that the device assumes a “ball” configuration, i.e., it 
has a round configuration (Figure 21, Supplementary Figure 19, 
Movie 21). This creates an atraumatic tip and, at this point, the 
sheath and device, as a unit, can be advanced or withdrawn if 
located too proximal to or distal from the landing zone. Fre-
quently, counter-clockwise rotation of the sheath to allow more 
coaxial alignment of the delivery system and device with the LAA 
landing zone is needed. When the position is deemed optimal (i.e., 
the ball is in the landing zone), instead of further sheath retraction, 
the delivery cable is then pushed forward while fixing the position 

of the sheath (Figure 21, Supplementary Figure 19, Movie 21). 
This does not cause further advancement of the device but rather 
allows the device to unfold (laterally) into a triangle and, subse-
quently, tyre configuration and the device is now anchored in the 
LAA via the lobe. If, instead of the aforementioned manoeuvre, 
the delivery cable is fixed and the sheath retracted, the device will 
migrate slightly proximal (towards the ostium) and may end up 
too far into the left atrium. Finally, the sheath is retracted with 
slight pulling tension on the delivery cable to allow the disc to 
unfold (Movie 22). After checking for reasonable positioning, 
first, a tug test is performed keeping the sheath tip ~2 cm from the 
device and gently tugging (pulling) on the delivery cable until the 
disc is “football”-shaped (Movie 23). Some operators recommend 
continuous tension in this configuration for ~30 seconds to 2 min-
utes to assure a secure anchoring. Then tension is released and 
attention is paid to the position and shape of the lobe which opti-
mally should have a “tyre” configuration that suggests that it is 
slightly compressed, and it should optimally be perpendicular to 
the landing zone axis causing the anchors to engage the LAA wall 
(Supplementary Figure 20). Second, at least half to two thirds of 
the lobe should be distal to the left circumflex coronary artery. 
Third, there should be slight separation of the disc from the lobe 

Figure 20. Advancing the Amulet device via the delivery cable (patient’s head to the right).

Figure 19. Fluid-to-fluid connection of the loading system with the TorqVue sheath (patient’s head to the right).
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and, finally, the disc should have a slightly concave shape 
( Supplementary Figure 20) such that it is positioned not above the 
ostium but is under tension at the ostium providing a more secure 
seal. Attention is paid to the presence of peri-device leaks and 
interrogation should be performed by TOE at 0, 45, 90 and 135°. 
If the device size is appropriate but the position not satisfactory, 
partial recapture and repositioning is necessary. In this case, while 
stabilising the delivery cable, the sheath is re-advanced, thereby 
re-sheathing the disc and a portion of the lobe, to the radiopaque 
marker on the lobe or triangular shape allowing the anchors to dis-
engage but avoiding entry of the anchors into the sheath 
( Supplementary Figure 21) as this may injure the anchors and 
may not provide the expected fixation after redeployment. More-
over, if the anchors enter the sheath, the soft portion of the sheath 
tip can invaginate (this can best be seen under magnification dur-
ing a cine X-ray run). If the sheath tip is invaginated or otherwise 
injured, re-advancing the device may not be possible. Hence, if the 
device is removed such that the anchors have entered the sheath, it 
is best to remove the device entirely and reload it with the help of 
the provided reloader or use a new device. If sheath invagination 
is detected on cine X-ray imaging, it is best to re-insert a J-tipped 
soft wire through the sheath into the left atrium (i.e., with the wire 
tip in the left upper pulmonary vein or left atrium) and then re-
insert the introducer over the wire to push back the invaginated tip 
into the original configuration before inserting and advancing 
a new device. If it becomes apparent that the device size is too 
small or too large, the device should be removed by reversing the 
previously outlined steps of deployment. Keep in mind that if 
a larger device size is chosen, the sheath may have to be larger for 

delivery. For example, if a 12 Fr sheath was used to deliver 
a 25 mm device and this device size proved to be too small, for the 
delivery of a larger size, the previous 12 Fr sheath needs to be 
exchanged for a 14 Fr sheath. For this reason, some operators 
decide to use a 14 Fr sheath even when planning the implantation 
of a 22 mm or 25 mm Amulet device, or simply use the 14 Fr 
sheath as a default sheath to avoid the necessity of sheath exchange 
if eventually a >25 mm device needs to be used. Remember 
though that, if a 25 mm or smaller device is necessary but a 14 Fr 
sheath is used for delivery, the adaptor provided with all Amulet 
devices ≤25 mm needs to be applied to the distal tip of the loading 
catheter to accommodate the discrepancy between the 14 Fr sheath 
and 12 Fr loading catheter. Before final release, waiting a few 
minutes to assess whether there has been any device movement or 
instability is recommended. When all the aforementioned morpho-
logical features are met and no device leak is present, the cable is 
detached by counter-clockwise rotation similar to the manoeuvre 
performed when releasing any other AMPLATZER occluder while 
applying slight backward tension to avoid inadvertent catching of 
the device fabric with the screw after detachment, and the delivery 
cable is pulled back into the sheath to avoid injury to the left atrial 
wall. Some operators perform the procedure without echocardio-
graphic guidance and ascertain correct position with cineangiogra-
phy through the sheath in one or two projections without any 
overlap of lobe and disc72. When adequate TOE imaging is avail-
able and the device position appears optimal, this is not required. 
The sheath is removed, and closure can be performed by manual 
pressure, with pre-set sutures, or a figure of 8 suture as previously 
described. Device deployment during cases with a long enough 

Fixation of delivery cable and
sheath retraction to the “ball”

configuration

Fixation of sheath and
advancement of delivery cable to

the “triangle” configuration

Fixation of sheath and
advancement of delivery cable

until lobe unfolded

Fixation of delivery cable and
sheath retraction until

disc unfolded

Landing zone

Landing zone

Landing zone

Landing zone

Figure 21. Step-by-step illustration of Amulet deployment.
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landing zone is simple and requires only shallow engagement of 
the LAA with the sheath tip at or near the landing zone. As long as 
this landing zone is adequate (15-20 mm), the configuration or 
number of lobes or any other LAA features distal to the landing 
zone are not important. However, when the landing zone is very 
short, as is sometimes encountered when the LAA has a chicken-
wing configuration, the deployment manoeuvre differs in that the 
lobe is deployed deeper and in parallel with the wing segment of 
the chicken-wing, thereby “sandwiching” the too short landing 
zone and ostium between the lobe and the disc (Movie 24). Under 
these circumstances, it is important to recognise that a larger size 
than determined by the traditional landing zone is most often nec-
essary (depending on the dimensions of the wing) and to ensure 
that the entire lobe is located in the wing because, if it is only par-
tially in the wing (i.e., part of the lobe prolapses outside of the 
ostium), too many anchors may not reach the wall, increasing the 
embolisation risk. When the sandwich technique is used, initial 
engagement of the LAA by the TorqVue sheath needs to be deeper 
(in the wing) than necessary for all other LAA configurations. If 
the orientation of the wing is very superior/anterior, a very infe-
rior/posterior TSP location may be favoured to facilitate deep and 
coaxial engagement and pronounced counter-clockwise sheath 
rotation may become necessary. It is worth mentioning that the 
sheath curves may not be sufficient to accomplish deep LAA wing 
engagement. In this case, as previously mentioned, while keeping 
the dilator in place the sheath can be shaped to increase the chance 
of deep engagement. Some operators, regardless of anatomy, elect 
to shape the sheath by overlying it with the fluoroscopic/cinean-
giographic anatomy105. If a chicken-wing configuration is encoun-
tered but the landing zone is adequate (>15-20 mm) or the diameter 
of the wing remains similar to the landing zone thereby extending 
the landing zone, deployment can be performed as usual 
( Supplementary Figure 19). When an LAA anatomy is encoun-
tered where the ostium is large but the landing zone narrow (i.e., 
a rapidly tapering LAA), oversizing by 2 mm larger than recom-
mended in the instructions for use (IFU) may be considered to 
allow optimal sealing of the ostium by the disc. Likewise, if the 
landing zone measurements suggest a small (i.e., 16-22 mm) 
device, slight oversizing by 2 mm greater than the recommended 
size based on the chart provided by the manufacturer may be con-
sidered, as the smaller sizes have fewer anchors thereby poten-
tially increasing the embolisation risk. The above-described 
technique of leading the sheath with the pigtail catheter (in the 
LAA) and sliding the sheath over the pigtail until the sheath tip is 
located at the landing zone can be modified. Some more experi-
enced operators, for example, do not engage the LAA with the 
pigtail catheter but rather under TOE and fluoroscopic guidance 
advance the sheath close to the ostium or directly into the LAA 
and perform cineangiography through the sheath and subsequently 
advance the device to the sheath tip and allow partial deployment 
to the atraumatic “ball” configuration, engage the LAA more 
deeply and advance the system until the “ball” has passed the 
landing zone. Further deployment does not differ from the 

previously described technique. Similar to the technique men-
tioned during WATCHMAN implantation, some operators perform 
the exchange of the transseptal sheath for the delivery sheath over 
a soft J-tipped but otherwise stiff wire positioned in the LAA.

Chapter 5. Studies and registries: results 
including efficacy and safety
Published evidence on left atrial appendage closure consists 
of two randomised controlled trials (RCTs), a few large regis-
tries and a number of smaller single and multicentre registries 
and case series. The two RCTs to date have focused on patients 
eligible for oral anticoagulation (OAC) therapy receiving the 
WATCHMAN device. A summary of key efficacy and safety 
results for the WATCHMAN device are presented in Table 9 and 
for the AMPLATZER Cardiac Plug (ACP) and Amulet devices in 
Table 10.

WATCHMAN EVIDENCE (Table 9)106-113

PROTECT AF enrolled 707 patients with atrial fibrillation and 
a CHADS2 score of 1 or more between 2005 and 2008 and ran-
domised them to treatment with warfarin or the WATCHMAN 
device106. The device group was given warfarin for 45 days after 
the implant. It was a non-inferiority study and, after 1,065 patient 
years of follow-up, the primary efficacy endpoint of a combina-
tion of stroke, cardiovascular death, and systemic embolism was 
met. The device was successfully implanted in 91% of attempts. 
Adverse events were more common in the device group (7.4 per 
100 patient years), driven by perioperative complications. By 
a mean of 3.8 years follow-up, the primary efficacy event rate was 
2.3 per 100 patient years compared to 3.8 per 100 patient years 
in the warfarin group, with the device meeting superiority criteria 
with lower cardiovascular and all-cause mortality107.

The adverse event rate was the motivation for the only other 
randomised controlled trial to date. PREVAIL randomised 
407 patients with a CHADS2 score of 2 or more to warfarin or 
the WATCHMAN device using the same anticoagulation and 
antiplatelet regimen108. The device was successfully implanted in 
95.1% of attempts. At 18 months, the primary efficacy non-infe-
riority endpoint of stroke, systemic embolism and cardiovascular 
or unexplained death was not met. There was a much lower than 
expected event rate in the warfarin arm. The secondary efficacy 
non-inferiority endpoint of stroke or systemic embolism >7 days 
after implant was met. Early safety events in the WATCHMAN 
arm were lower than in PROTECT AF and met the pre-specified 
safety non-inferiority criteria.

PROTECT AF and PREVAIL five-year outcome data were 
combined in a meta-analysis6. The WATCHMAN device was 
non-inferior to warfarin for the composite of stroke, systemic 
embolism, and cardiovascular/unexplained death. Differences in 
mortality, haemorrhagic stroke and major bleeding favoured the 
WATCHMAN. There was a numerically higher rate of ischaemic 
stroke and systemic embolism in the WATCHMAN group, but this 
did not reach statistical significance.
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Table 9. WATCHMAN studies.

Study details Patient details Efficacy Safety

First  
author and 
dates of 

publication

RCT or 
registry

Number 
of 

patients 
with  

device

Mean  
age

Mean 
CHADS2/ 
CHADS-
VASc 
score

% 
inelig-
ible for 

OAC

Mean 
FU

(months)

Implant 
suc-
cess

Major 
leak All stroke Ischaemic 

stroke/SE

SAE in 
first  

7 days

Effu-
sion+

Emboli-
sation

Proce-
dure-

related 
stroke

Proce-
dure-

related 
death

Holmes 
2009106

Reddy 2014107

MRCT 463 71.7±8.8 2.2±1.2/3.4 0 18±10
45±20

88.0% 8% at 
6-month 

TOE

2.3/100 
patient years

1.5/100 
patient years

2.5/100 
patient years

1.6/100 
patient years

7.7% 4.1% 0.6% 0.9% 0

Holmes 
2014108

MRCT 269 74±4 2.6±1.0/
3.8±1.2

0 11.8±5.8 95.1% 2.3%  
patients 

during FU

2.3%  
patients 

during FU

4.2% 1.9% 0.7% 0.4% 0

Reddy 20176 Meta- 
analysis  
of 2 RCTs

732 72.6±8.4 2.3±1.1/
3.6±1.4

0 4,343 
patient 
years

95.4% 1.77  
per 100 

patient years

1.6  
per 100 

patient years

Reddy 201198 MReg 460 74±8 2.2±1.2 0 95.0% 3.7% 2.2% 0 0 0

Reddy 2013109 MReg 150 72.5±7.4 2.8±1.2/
4.4±1.7

100% 14.4±8.6 95.0% 2.3 per 100 
patient years

1.7 per 100 
patient years

1.3% 1.3% 0 0

Boersma 
2016112, 
201795

MReg 1,021 73±9 2.8±1.3/
4.5±1.6

62% 12 
months

98.5% 0.7% Ischaemic 
stroke  

1.1% per year

Ischaemic 
stroke/TIA/
SE=1.5%  
per year

2.8% 0.4% 0.2% 0.1% 0.1%

Reddy 2017113 MReg 3,822 95.6% 1% 0.24 0.08% 0.08%

+needing intervention (drainage or surgery). FU: follow-up; MReg: multicentre registry; (M)RCT: (multicentre) randomised controlled trial

Table 10. AMPLATZER studies.

Study details Patient details Efficacy Safety

First  
author and 

dates of 
publication

RCT or 
registry Device

Number 
of 

patients 
with  

device

Mean 
age

Mean 
CHADS2/ 
CHADS-

VASc score

% 
inelig-
ible for 

OAC

Mean FU 
(months)

Implant 
success

Major  
leak

All  
stroke

Ischae-
mic 

stroke / 
SE / TIA

SAE in 
first  

7 days
Effu-
sion+

Emboli-
sation

Proce-
dure-

related 
stroke

Proce-
dure-

related 
death

Nietlispach
201372

SReg ACP+
Nded  
Dev.

152 72±10 3.4±1.7 76% 32 (up to 
120)

96.1%
99.2%  
in ACP 
group

0.7% 0.5%/year 7.2% 
overall,
3.3% in 

ACP

2.6% 3.9%;
0.8%  
in ACP 
group

0.7% 0.0%

Tzikas 
2016114

MReg ACP 1,047 7±8 2.8±1.3/
4.5±1.6

73% 13 97.3% 1.9% Stroke or 
TIA 2.3% 
per year

5% 0.5% 0.8% 0.9% 0.8%

Lopez-
Minguez 
2015115

MReg ACP 167 74.7±8.6 3/4 100% 22±8.3 94.6% 8.2% – Stroke or 
TIA 2.4% 
per year

5.4% 1.2% 0.6% 0 0

Urena 
2013129

MReg ACP 52 74±8 3/– 100% 20±5 98.1% 0 1 ischaemic stroke 
and 1 TIA during FU

5.8% 1.9% 1.9% 0 0

Berti 2017118 MReg ACP+Am 613 75.1±8.0 –/4.2±1.5 84.5% 20 95.4% 0.5% 1.8 per 
100 

patient 
years

Stroke or 
TIA 2.45% 
per year

6.2% 0.7% 0

Landmesser 
201797 and 
2018116

MReg Am 1,088 75±8.5 –/4.2±1.6 83% 12 99.0% 1.8% 2.9% per year 3.6% 1.2% 0.1% 0.4% 0.2%

Kleinecke 
2017117

SReg Am 50 76.1±8.3 –/5.2±1.8 24% 12 98.0% 0 6 ischaemic strokes 
per 100 patient 

years

8% 4% 2.0% 0 0

Nielsen-
Kudsk 
2017119

MReg 
(ICH 

patients)

ACP+Am 151 72±8.7 –/3.9 100%   6 97.7% – 17 (vs 81) 
ischaemic strokes 
per 1,000 patient 

years
116 (vs 95) 

recurrent ICH per 
1,000 patient years

4% 0.7% 0.7% 0.7% 0

ACP: AMPLATZER Cardiac Plug; AM: Amulet; FU: follow-up; ICH: intracranial haemorrhage; MRCT: multicentre randomised controlled trial; MReg: multicentre registry; Nded Dev.: non-dedicated 
devices for LAAO (AMPLATZER PFO, ASD, VSD Occluder); OAC: oral anticoagulation; SAE: serious adverse event; SReg: single-centre registry;  TIA: transient ischaemic attack 
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The CAP registry followed the 502 patients enrolled in the 
device arm of PROTECT AF and an additional 460 non-ran-
domised patients. There was a significant decline in procedure- 
or device-related adverse events, emphasising the role of operator 
experience in improving safety99.

The long-term incidence of severe bleeding was examined in 
the 1,114 patients enrolled in PROTECT AF and PREVAIL110. 
After a mean follow-up of 3.1 years, the overall bleeding rate 
between the device and the warfarin groups was similar; however, 
once the device group discontinued adjunctive OAC and antiplate-
let therapy, there was a significant reduction in severe bleeding 
events. The overall similarity between groups was driven mainly 
by perioperative bleeding complications. Contemporary practice, 
particularly in patients with a bleeding history, often uses a less 
intensive anticoagulation or antiplatelet regimen perioperatively, 
with a lower incidence of procedure-related bleeding than that 
seen in PROTECT AF, albeit in a different population and with 
different protocols111.

Evidence for the safety and efficacy of percutaneous left atrial 
appendage occlusion (LAAO) in patients unable to take oral 
anticoagulants is in the form of registries and case series. The 
ASAP registry enrolled 150 patients with a CHADS2 score of 1 
or more ineligible for vitamin K antagonist (VKA) OAC92. The 
WATCHMAN device was inserted together with a dual antiplate-
let regimen of acetylsalicylic acid (ASA) and clopidogrel for six 
months followed by acetylsalicylic acid alone. A history of haem-
orrhage or bleeding tendencies was present in 93%; 8.7% had pro-
cedure- or device-related safety events. The incidence of stroke or 
systemic embolism was 2.6 per year, significantly lower than the 
CHADS2 estimated event rate of 7.3%.

More recently, the international multicentre EWOLUTION 
prospective registry reported on 1,021 patients receiving 
a WATCHMAN device112. Oral anticoagulation was contraindi-
cated in 62% and 45% had suffered a prior stroke. Implantation 
was successful in 98.5%. Device- or procedure-related adverse 
events were seen in 2.8% up to seven days, a significant reduc-
tion compared to PROTECT AF, PREVAIL and the CAP regis-
tries. One-year follow-up revealed a mortality rate of 9.8%, and 
an ischaemic stroke rate of 1.1% (84% RRR). Antiplatelet therapy 
was used in 83% and VKA in only 8%97.

The US post-approval registry recorded outcomes on 3,822 con-
secutive WATCHMAN cases. There was a large proportion of new, 
inexperienced operators but the implant success rate remained 
high (95.6%) with a low complication rate (1.5%)113.

ACP AND AMULET EVIDENCE (Table 10)
Safety and efficacy data for the ACP device were examined in 
a 1,047-patient registry114. The procedure success rate was 97.3% 
with a procedure-related adverse event rate of 5%. Although the 
majority of implants were performed on single or dual antiplate-
let therapy, nearly 40% used OAC at some point. After a mean 
follow-up of 13 months, the annual stroke or transient ischaemic 
attack (TIA) rate was 2.3%, against an estimated rate of 5.6% 

based on the CHA2DS2-VASc scores. The subgroup on long-term 
acetylsalicylic acid monotherapy or no therapy had an annual 
stroke or TIA rate of 1.3% against an estimated 5.6%.

The longest follow-up with AMPLATZER devices was reported 
in a Swiss single-centre registry including 152 patients undergo-
ing LAAO with non-dedicated AMPLATZER devices and the 
ACP using only fluoroscopic guidance intraprocedurally. The 
average annual stroke risk was 1.2% and major bleeding occurred 
in 1%/year. Notably, the population investigated had a predicted 
annual stroke risk of 3.5% without OAC and 1.5% with VKA, 
with a predicted annual major bleeding risk of >3% 73.

The Iberian ACP registry of 167 patients also had a long follow-
up115. All patients were implanted using a DAPT regimen. In the 
first year the stroke incidence was 3.9% (5.2% when including 
periprocedural events) and in the second year 2.4%, compared to 
an expected annual event rate of 9.6%.

The Amulet registry enrolled 1,088 patients, 83% with con-
traindications to OAC98. The device was successfully implanted in 
99% with a 3.2% major adverse event rate; 77% of patients were 
discharged on a single antiplatelet agent or DAPT. At 12-month 
follow-up in this population with a mean CHA2DS2-VASc score 
of 4.2 there was a 2.9% ischaemic stroke rate116. In addition, 
a single-centre study has reported 12-month follow-up results on 
49 patients with the Amulet device in which there was a 6.6% 
ischaemic stroke rate117.

An Italian multicentre registry collected outcome data on 
613 ACP and Amulet procedures. The implant success rate was 
95.4% and 6.2% had procedure-related adverse events118. The 
annual rate of stroke and thromboembolic events was 1.7%, 
which represented a 66% reduction compared to that which was 
expected.

Patients with prior intracerebral haemorrhage may be particu-
larly suitable for LAAO. In a Nordic registry, 151 patients with 
prior intracranial haemorrhage (ICH) receiving the ACP or Amulet 
devices were compared to a propensity-matched group receiving 
standard care (20% OAC, 50% antiplatelets, and 30% no ther-
apy)119. The LAAO group had a lower composite outcome of 
death, ischaemic stroke, and major bleeding (53.3 vs 366.7 events 
per 1,000 years, HR 0.16).

THE LARIAT DEVICE
Several early series demonstrated high acute success rates with 
LARIAT occlusion (mostly >95%) with considerable acute and 
long-term complication rates70,120-122. One should also take into 
account that many patients were screened out prior to implanta-
tion due to LAA morphology. High leakage rates were described 
in some studies120-122, although in another multicentre study leak-
age rates were lower than with the WATCHMAN device95. There 
was no uniform anticoagulation protocol following the proce-
dure in the various studies; however, the majority of patients 
were on some antithrombotic therapy following the procedure. 
The largest LARIAT registry collected data retrospectively on 
712 patients from 18 US hospitals. Procedure success rate was 
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95.5%. Periprocedural complications occurred in 5.3% and were 
influenced by the pericardial puncture technique. A further 4.5% 
had delayed complications, predominantly pericarditis.

OTHER DEVICES AND MIXED DEVICE REGISTRIES
The LAmbre device was studied in a prospective multicentre reg-
istry enrolling 153 patients with a mean CHA2DS2-VASc score 
of 4123. There were 152 successful implants with 3.3% having seri-
ous complications. At discharge patients were initially prescribed 
DAPT. During 12 months of follow-up there were two ischaemic 
strokes and one haemorrhagic stroke.

A multicentre “real-world” experience in the United Kingdom 
included a variety of devices, predominantly the WATCHMAN, 
ACP, and Amulet94; 371 patients undergoing LAAO had a 92.5% 
success rate and 3.5% procedure-related adverse event rate. 
Procedure success improved and adverse events reduced signi-
ficantly over time. The ischaemic stroke rate was 0.57 per 
100 years, a 90% relative risk reduction.

A meta-analysis of 49 LAAO publications involving 12,415 
patients revealed a 96.3% success rate and procedure-related mor-
tality of 0.2%, stroke 0.3%, pericardial effusion 2.3%, device 
embolisation 0.4%, and major bleeding 1.2%124. A number of 
meta-analyses have compared LAAO with warfarin and indi-
rectly with non-vitamin K dependent antagonist oral anticoagu-
lants (NOACs)125-127. As the analysed RCTs have used only the 
WATCHMAN device and patients eligible for OAC, their results 
must be interpreted with caution. At best, they suggest that LAAO 
is comparable to NOACs in preventing death and ischaemic stroke 
or systemic embolism with similar bleeding risks.

LEAKS AND DEVICE-RELATED THROMBUS
In the PROTECT AF trial all patients with a WATCHMAN device 
were scheduled for 3-, 6-, and/or 12-month transoesophageal 
echocardiography (TOE) imaging. Device-related thrombus was 
noted in 15 patients (3.4%), of whom only two had a subsequent 
ischaemic stroke, an event rate of 0.17 per 100 patient years103. 
Leaks were graded as minor (<1 mm), moderate (1-3 mm), or 
major (>3 mm) and were present in 32%. There was no signi-
ficant statistical relationship between the presence or severity of 
peri-device flow and the incidence of stroke or systemic embolism 
during follow-up. In the ACP registry, 339 had follow-up TOEs 
analysed, performed after a median of 134 days92. Thrombus was 
observed in 3.2% and leaks in 12.5%. Neither was associated with 
an increased risk of cardiovascular events.

CCTA of 117 patients three months after implant revealed 
device patency in approximately half of patients receiving 
WATCHMAN or ACP devices127. CCTA also suggested thrombus 
(mainly laminated) present on 16% of devices. None of the eight 
strokes seen during follow-up occurred in patients with thrombus 
or was related to device leaks.

In a recent publication including 1,739 patients implanted with 
a WATCHMAN device, the device-related thrombus (DRT) rate 
was influenced by the time of imaging and concurrent OAC or 

DAPT regimen98. DRT was detected in 65 patients (3.75%) 
with 0.8% at 45 days (on warfarin and single antiplatelet ther-
apy [SAPT]), 1.7% at 6 months (DAPT) and 1.8% at 12 months 
(high-dose ASA). Prior stroke/TIA, vascular disease or coronary 
artery disease (CAD), higher CHADS-VASc score, lower LVEF 
and non-paroxysmal atrial fibrillation (AF) and larger left atrial 
appendage (LAA) diameter were all predictors of DRT. DRT was 
associated with a fourfold increase in the risk of ischaemic stroke 
or serious events (SE) (6.3 events per 100 patient years).

In the WATCHMAN EWOLUTION registry 60% were dis-
charged with DAPT and 26% on OAC96,112. The three-month TOE 
demonstrated a 2.6% DRT rate which was not influenced by med-
ication regimen. In the Amulet registry 68.8% of patients were 
discharged on DAPT or OAC97,116. Of patients imaged during fol-
low-up, 2.2% had DRT detected. In contrast, a French registry of 
469 patients receiving the WATCHMAN or AMPLATZER devices 
demonstrated an incidence of DRT of 7.2%. Older age and previous 
stroke were predictors of thrombus100. The Amulet device had a 25% 
incidence of DRT (p<0.001), but this may have been related to the 
lower use of OAC or DAPT (which were protective factors) with 
this device. DRT was an independent predictor of ischaemic stroke 
or TIA during follow-up (adjusted HR 4.39, 95% CI: 1.05-18.43).

Chapter 6. Left atrial appendage occlusion 
(LAAO) vs oral anticoagulants: doubts and 
unresolved issues regarding existing data
SECTION 1. LAAO vs SYSTEMIC ANTICOAGULATION
GENERAL POINTS
While the results of the studies and registries are summarised in 
Chapter 5, the current chapter aims to present a critical appraisal 
of the data forming the basis for current use and approvals for left 
atrial appendage (LAA) occluders.

The principle of left atrial appendage occlusion (LAAO) is gener-
ally accepted as a therapy for patients at high risk of atrial fibrillation 
(AF)-related thromboembolism who are unable to tolerate long-term 
treatment with oral anticoagulation. After considerable hesitation, 
regulators accepted this concept from data derived from prospec-
tive randomised trials comparing the WATCHMAN device against 
standard dose-adjusted warfarin therapy. The initial reluctance of 
regulators to accept this conclusion raises concerns and stimulates 
a critical appraisal of the relevant data in order to appreciate why 
the headline results of the trials should not be readily accepted.

Embolic and bleeding events in patients with AF remain 
relatively rare events. Whilst the non-vitamin K dependent 
oral anti coagulants (NOAC) vs warfarin trials130-133 recruited 
tens of thousands of patients, the pivotal trials underpinning 
LAAO, PROTECT AF115 and PREVAIL6, enrolled only 730 and 
382 patients, respectively. The smaller sample sizes of the LAAO 
trials diminish confidence in detecting differences in rates of infre-
quently occurring events.

Besides sample size, other aspects that diminish confidence 
in the WATCHMAN trials relative to NOAC trials include laxer 
non-inferiority margins and the addition of cardiovascular (CV)/
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unexplained death. Whilst the RELY130 and ARISTOTLE132 trials 
used a non-inferiority risk ratio of 1.46 and 1.44, respectively, the 
PROTECT AF and PREVAIL trials employed a laxer margin of 
2.0 and 1.75, respectively. The choice to include CV/unexplained 
death, an event unlikely to be affected by either treatment arm, 
biases towards non-inferiority.
SPECIFIC LIMITATIONS OF PROTECT AF
In PROTECT AF, lower rates of haemorrhagic stroke and CV/
unexplained death drove the superiority of WATCHMAN over 
warfarin in the primary endpoint106. It is possible that these find-
ings occurred by chance. PROTECT AF found an 85% reduction 
in the rate of haemorrhagic stroke with WATCHMAN vs warfarin 
(0.2% vs 1.1%). However, the 1.1% rate of haemorrhagic stroke 
in the warfarin arm is unprecedented. The rate of haemorrhagic 
stroke in the warfarin arms of more than 38,000 patients enrolled 
in contemporary clinical trials ranges from 0.36%-0.5%130-135.

In addition to the play of chance, Food and Drug Administration 
(FDA) reviewers noted uneven adjudication of haemorrhagic 
strokes in PROTECT AF136. Of the 10 events labelled haemor-
rhagic strokes in the warfarin group, five occurred after falls and 
four were associated with subdural haematoma. However, three 
WATCHMAN participants who fell and suffered subdural haema-
tomas were not adjudicated as having a haemorrhagic stroke. Other 
reasons to doubt the haemorrhagic stroke signal of PROTECT AF 
include non-use of warfarin in one subject with intracranial haem-
orrhage (ICH), absence of imaging in one patient with adjudicated 
ICH and concomitant use of antiplatelet drugs in several patients. 
Finally, no haemorrhagic strokes were noted in the (higher-risk) 
warfarin arm of PREVAIL108.

The other driver of superiority of WATCHMAN in PROTECT 
AF was CV/unexplained death (1.0% vs 2.4%). Two lines of evi-
dence raise the possibility that this 60% reduction could be spuri-
ous: first, the 1.0% rate of CV death in the WATCHMAN arm is 
substantially lower than that reported in trials enrolling patients 
with similar CHA2DS2-VASC scores. The active treatment arms 
of RELY and ARISTOTLE had CV death rates of 2.7% and 
1.8%, respectively130,132. Second, and most persuasively, an FDA-
mandated inspection of all deaths in PREVAIL revealed that none 
could be attributed to either WATCHMAN or warfarin136.
QUESTIONS AND DOUBTS IN PREVAIL
FDA reviewers mandated PREVAIL because of the uncertain-
ties and high rates of procedural complications in PROTECT AF. 

Instead of confirming non-inferiority, PREVAIL revealed concern-
ing signals of higher rates of ischaemic stroke in the WATCHMAN 
arm.

This higher rate of ischaemic stroke in the WATCHMAN arm of 
PREVAIL resulted in an 18-month rate ratio of 1.33 (95% credible 
interval: 0.78 to 2.13) in the first co-primary endpoint, a compos-
ite of stroke, systemic embolism, and CV/unexplained death. The 
upper bound of the credible interval (2.13) exceeded the non-infe-
riority margin of 1.75, and WATCHMAN did not reach statistical 
non-inferiority.

PREVAIL also included a second co-primary efficacy endpoint 
of ischaemic stroke or systemic embolism more than seven days 
after the procedure. The absolute risk difference for WATCHMAN 
vs warfarin was 1.2 with a 95% credible interval of 0.36-2.75. 
Since it was agreed that non-inferiority could be met if the 95% 
upper bound of the credible interval was at or below 2.75% for the 
absolute risk difference, WATCHMAN just made non-inferiority 
for this second co-primary endpoint.

It should be noted, however, that in the selection of non-infe-
riority based on risk differences the investigators expected an 
event rate of 4% for the active control arm. As it turned out, the 
observed event rate in the warfarin arm was 2% at the January 
2013 follow-up and 1.35% at the five-year follow-up. Fixing the 
non-inferiority margin as a risk difference rather than a risk ratio 
biases towards non-inferiority when the observed rate of events is 
less than expected (Table 11).

In the more stringent category of rate ratio – a measure of rela-
tive risk– the rate of late ischaemic events was more than twofold 
higher in the WATCHMAN arm. The rate ratio of 2.2 included 
95% credible intervals of 0.8 to 4.9. Thus, inferring non-inferi-
ority based on absolute risk differences requires acceptance that 
WATCHMAN may be nearly fivefold worse than warfarin.
INCONCLUSIVE WATCHMAN META-ANALYSES
Two meta-analyses of PROTECT AF and PREVAIL6,137 reveal 
a similar pattern of results from the original trial: higher rates 
of ischaemic stroke, and lower rates of haemorrhagic stroke and 
CV/unexplained death. Neither meta-analysis reported absolute 
numbers of events or heterogeneity. An independent patient-level 
meta-analysis found an I² value of 66% for the primary compos-
ite efficacy endpoint138. Small numbers of endpoints and high het-
erogeneity limit conclusions from the published WATCHMAN 
meta-analysis.

Table 11. PREVAIL: co-primary late ischaemic efficacy endpoint. Ischaemic stroke/systemic embolism excluding the first 7 days after 
randomisation.

Data points
Device 

18-month rate
Warfarin 

18-month rate
18-month rate 
diff 95% CI

NI criteria met upper 
<1.75 risk ratio

18-month rate 
diff 95% CI

NI criteria met upper 
<2.75 rate diff

Jan 2013 2.5% 2.0% 1.6 (0.5-4.2) No 53% (0.19-2.73) No

June 2014 2.9% 1.3% 2.8 (0.9-7.3) No 1.6% (0.23-3.42) No

5-year 2.5% 1.3% 2.2 (0.8-4.9) No 1.2% (0.36-2.75) Yes

CI: confidence interval; diff: difference; NI: non-inferiority
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SECTION 2. DOES LAAO REDUCE MAJOR BLEEDING?
One of the major arguments offered for LAAO is avoidance of sys-
temic anticoagulation. However, in the most recent WATCHMAN 
meta-analysis, including five-year data, rates of major bleeding in 
the WATCHMAN and warfarin arms were not statistically differ-
ent6. FDA reviewers confirmed this finding in their review of the 
CAP registry. In this registry of patients (mean age – 74; CHADS2 
– 2.4) who received the WATCHMAN device, major bleeding 
occurred in 13.3% of patients (rate of 4.0% per patient years), 
which was higher than the rates of major bleeding in the warfarin 
arms of PROTECT AF (11.9%) and PREVAIL (10.1%)136.

Major bleeding after LAAO (Table 12) probably stems from 
efforts to counter device-related thrombus (DRT) with antiplate-
let agents. The Apixaban Versus Acetylsalicylic Acid [ASA] to 
Prevent Stroke in Atrial Fibrillation Patients Who Have Failed or 
Are Unsuitable for Vitamin K Antagonist Treatment (AVERROES) 
trial enrolled more than 5,500 patients with AF who were at 
increased risk of stroke and for whom oral anticoagulation (OAC) 
was unsuitable (similar to those currently referred for LAAO) and 
reported major bleeding rates of 1.4% per year on apixaban and 
1.2% per year on acetylsalicylic acid (ASA) (p=0.57)139. Similarly, 
in the Birmingham Atrial Fibrillation Treatment of the Aged Study 
(BAFTA), elderly patients with AF treated with ASA had similar 
rates of extracranial and intracranial haemorrhage compared with 
patients treated with well-managed warfarin (with good time in 
target range [TTR])134. Long-term treatment with ASA following 
LAAO is still an open issue and needs to be established. Given 
that some operators leave patients on ASA long term post LAAO 
implantation, the question arises if patients can tolerate long-term 
ASA, why not warfarin with good anticoagulation control (high 
TTR) or a NOAC?

Recent reports on DRT necessitating intensification of anti-
thrombotic treatment raise some concerns. An analysis from 
WATCHMAN trials reported a 3.7% rate of DRT, which was assoc-
iated with a greater than threefold risk of all-cause stroke/systemic 
embolism98. A retrospective review of consecutive patients receiv-
ing LAAO from eight centres in France reported a 7.2% per year 
incidence of DRT100. Protective factors for DRT included remain-
ing on DAPT (HR 0.10, 95% CI: 0.01 to 0.76; p=0.03) and OAC 
at discharge (HR 0.26, 95% CI: 0.09 to 0.77; p=0.02).

SECTION 3. UNCERTAINTY IN ANTICOAGULATION 
INELIGIBLE PATIENTS
There is an unmet need for stroke prevention in anticoagula-
tion-ineligible patients; however, these patients were excluded 
from the randomised controlled trials. One hypothesis is that 

anticoagulation-ineligible patients would benefit from some 
degree of protection from LAAO.

An alternative hypothesis is that LAAO would be inferior to 
no therapy in higher-risk patients. Evidence for this hypothesis 
stems from the systemic nature of stroke (e.g., atherosclerosis, 
coagulation disorders, and increased platelet aggregation), the 
limitations of PROTECT AF, the increased signal of ischaemic 
stroke in PREVAIL, and the bleeding-risk trade-offs of antiplate-
let therapy. What is more, even if LAAO reached equipoise with 
no antithrombotic therapy, one must also factor in the procedural 
risks of LAAO. Excluding voluntary industry-sponsored registries, 
the summary of procedural risks from PROTECT AF, PREVAIL, 
ASAP91, and CAP2 98 was 6%. A major complication rate so high 
creates a strong counterforce against future benefit in stroke pre-
vention and the need to await ongoing randomised trials of LAAO 
in ineligible patients.
UNCERTAINTIES WITH LAAO REGISTRY STUDIES
A recent systematic review of observational studies of LAAO in 
1,107 patients (mean CHADS2 score 2.7) reported high adverse 
event rates of 23.5% for AMPLATZER, 13.6% for WATCHMAN, 
and 18.8% for studies including multiple technologies125. A more 
recent registry, EWOLUTION, enrolled higher-risk patients (aver-
age CHA2DS2-VASc 4.5±1.6), more than half of whom were 
deemed not eligible for OAC. Successful device implantation 
occurred in 98.5% of subjects and procedure- and/or device-
related severe adverse events within the first seven days occurred 
at a rate of 2.8% 112. A retrospective registry of LAAO using mul-
tiple technologies from eight centres in the UK reported a 92.5% 
procedural success rate and a complication rate of 3.5%123.

Most of these studies report stroke and bleeding events over 
varying follow-up periods. A previously published Nordic propen-
sity-matched study suggested the benefit of LAAO compared to 
standard medical therapy in AF patients with a prior ICH119. The 
use of historical control groups is problematic because of wide 
variation in the reported rates of stroke across cohorts of patients 
with AF140. What is more, many of the observational studies, 
including EWOLUTION, do not mandate consecutive enrolment 
of patients, raising the likelihood of selection bias.
NO COMPARISONS WITH NOACS
In the randomised controlled trials of LAAO vs warfarin, non-
inferiority of the device was driven by a reduction in haemorrhagic 
stroke and cardiovascular death. Evidence from numerous ran-
domised controlled trials of more than 50,000 patients shows that 
direct-acting oral anticoagulants are superior to warfarin in efficacy 
and safety, especially in the reduction of haemorrhagic stroke141. 
There are currently no comparisons of LAAO with NOACs.

Table 12. Major bleeding in different trials.

Device group
PROTECT and 

PREVAIL

Control group
PROTECT and 

PREVAIL

CAP registry
First major 
bleeding

AVERROES
Apixaban

AVERROES
Acetylsalicylic 

acid

BAFTA
Warfarin

BAFTA
ASA

Major bleeding, all 3.1% 3.5% 4.0% 1.4% 1.2% 1.4% 1.6%
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The concerns outlined above must be fully addressed to jus-
tify the ultimate acceptance of this therapy. Although the analy-
sis is harsh and highly critical, it forms the basis for doubt about 
the value of the therapy. This section on the need for more con-
vincing evidence is included in this manuscript to allow readers to 
appreciate that much needs to be accomplished before guidelines 
can strongly recommend LAAO as an appropriate therapy, even in 
patients for whom traditional OAC is contraindicated.

The procedure of LAA occlusion was approved by the FDA in 
2015 for “patients with AF and increased risk for stroke who are 
deemed by their physicians to be suitable for warfarin and have 
an appropriate rationale to seek a nonpharmacologic alternative 
to warfarin”. Notably, the British approach was much more con-
servative. In 2010 the National Health Service (NHS) in England, 
guided by the perceived weakness of evidence and high rate of 
complications, approved LAA occlusion only for commissioning 
thorough evaluation. This process enabled a limited number of 
carefully selected patients to undergo the procedure through a lim-
ited formal evaluation programme in specific institutions. This 
evaluation process was recently concluded in 525 patients who 
were followed for up to two years142. This evaluation resulted in 
an NHS recommendation to use LAA occluders only in patients in 
whom anticoagulation is not possible, notwithstanding that firm 
evidence from randomised controlled trials is still lacking.

Chapter 7. Consensus update, LAA – indication
In patients with non-valvular atrial fibrillation (AF) and 
a CHA2DS2-VASc score ≥2 (3 in females), prevention against 
stroke and embolism is indicated. Currently, the standard therapy 
is oral anticoagulation (OAC).

Indication for LAAO device implantation will be discussed for 
the following five clinical situations:
 – Patients with non-valvular AF who are eligible for chronic long-
term OAC

 – Patients with a contraindication for OAC
 – Patients with an elevated bleeding risk under chronic OAC
 – Non-compliant patients (unwilling or unable to take OAC)
 – Specific subgroups:
a. OAC not efficient (“stroke on OAC”)
b. Electrically isolated left atrial appendage post catheter 

ablation
c. Combination of AF ablation and LAA occluder implantation
d. LAA closure for “primary primary” prevention

PATIENTS WITH NON-VALVULAR ATRIAL FIBRILLATION WHO 
ARE ELIGIBLE FOR LONG-TERM ORAL ANTICOAGULATION
Patients with AF who are eligible for long-term OAC are the only 
patient group prospectively studied in two randomised controlled 
trials: the PROTECT AF and PREVAIL studies. These studies are 
described in detail in Chapter 5.

The PROTECT trial long-term data revealed a non-inferiority of 
the LAAO therapy compared to warfarin for preventing the com-
bined outcome of stroke, systemic embolism, and cardiovascular 

death, as well as superiority for cardiovascular and all-cause 
mortality107.

The final results of the PREVAIL study as well as a meta-ana-
lysis which included the data from the PROTECT AF study at 
a follow-up time of five years were recently published6. Notably, 
the PREVAIL trial failed to show non-inferiority of LAAO regard-
ing the first composite co-primary endpoint of stroke, systemic 
embolism (SE), or cardiovascular/unexplained death. The sec-
ond co-primary endpoint of post-procedure ischaemic stroke/SE 
did achieve non-inferiority in the meta-analysis. The composite 
endpoints were similar between groups. The ischaemic stroke/SE 
rate was numerically higher with LAAO, but this difference did 
not reach statistical significance (HR 1.71, 95% CI: 0.78-2.13; 
p=0.080); however, differences in haemorrhagic stroke, disabling/
fatal stroke, cardiovascular/unexplained death, all-cause death, 
and post-procedure bleeding favoured LAAO.

The results of the two studies were scrutinised by various 
authorities and raised debates and queries that are summarised 
in Chapter 6. They were also expressed in the UK NICE posi-
tion paper regarding funding of the procedure. Nevertheless, 
LAAO for this population was approved by the FDA based on 
these two studies and their respective continued access regis-
tries. All available randomised data demonstrating non-inferiority 
used the WATCHMAN device for LAA occlusion; however, due 
to the results of large registries using the WATCHMAN and the 
AMPLATZER family, there was no suggestion of a relevant dif-
ference between the devices. We therefore do not feel obliged to 
make recommendations to use one device or another. The study 
comparing both devices, the Amulet IDE trial (NCT02879448) is 
currently recruiting.

It is important to mention that the studies compared LAAO to 
warfarin but NOACs are currently being used, with better efficacy 
and safety than warfarin. Therefore, one cannot assume non-infe-
riority of LAAO against NOACs.

These data of patients eligible for LAAO as well as the ques-
tions raised regarding the data, and the contemporary wide-
spread use of NOACs are leading to the current consensus 
statement regarding clinical decision making. In general, the 
authors agree that patients who have no significantly increased 
risk for bleeding should primarily receive oral anticoagula-
tion due to the compelling data and clinical experience with 
these drugs to prevent stroke and embolism. LAAO should not 
be offered in those patients as a simple and equal alternative 
(Table 13). However, there are patients – even at a low bleed-
ing risk– who, despite thorough explanation of the favourable 
results and the much stronger evidence base on NOACs in AF, 
indicate that they are not willing or able to take medication 
regularly. Implantation of an LAA occluding device might pos-
sibly be an alternative treatment given the PROTECT AF and 
PREVAIL data (Figure 22, Table 13).

The authors agree that AF patients with an indication for stroke 
prevention due to their risk profile for stroke should not be left 
untreated (Table 13). When both OAC and any antithrombotic 
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are totally contraindicated, rather than leave the patient untreated, 
one may consider epicardial closure, although thrombus forma-
tion has previously been described also on epicardial closure. 
If 2-4 weeks of antithrombotic treatment (even single antiplate-
let treatment, preferably Plavix) are deemed possible, then an 
endocardial device implantation is possible, albeit at a somewhat 
higher risk of thromboembolic complication (see Chapter 8 for 
further discussion).

PATIENTS WITH A CONTRAINDICATION TO ORAL 
ANTICOAGULATION
There is currently no clear-cut definition of an “absolute” con-
traindication to OAC in the field of stroke prevention in AF 
patients. However, there are clinical conditions where the major-
ity of clinicians agree that the administration of chronic OAC is 

contraindicated, mainly due to an excessively high risk of major, 
especially life-threatening or disabling bleeding (Table 14).

Those patients are currently prospectively studied in the 
ASAP-TOO trial (NCT02928497)143 and, in part, in the ongo-
ing CLOSURE-AF trial (NCT03463317) (personal communi-
cation). However, we know from various registries such as the 
ACP and EWOLUTION registries, reviewed in Chapter 5, that 
safety and efficacy of occluder devices in those patients generated 
a favourable outcome. Thus, in patients with a contraindication 
to long-term oral anticoagulation, LAAO may be a recommended 
therapeutic alternative and should be performed instead of no 
treatment (Figure 22, Table 15).

The majority of centres keep their post-occluder implantation 
patients on dual or single antiplatelet therapy for variable time, 
and some centres terminate all antiplatelets after 3 or 6 months 
post implant. It is currently not clear if there is a need for long-
term antiplatelet therapy, mainly due to the limited number of 
patients with a bleeding risk. (Chapter 8 for the discussion of post-
implantation antithrombotic management).

The bleeding risk of ASA alone was significantly lower as com-
pared to rivaroxaban, given at even lower doses than in atrial AF144. 

Patients with an indication for stroke prevention due to atrial fibrillation

Individual risk-benefit analysis of OAC vs LAA occlusion

Suitable for OAC Elevated bleeding risk Patient unwilling or
unable to take OAC

Contraindication to oral
anticoagulation Patients with individual and specific 

 risk constellation for stroke
1.  Inefficient OAC: “stroke on warfarin”
2.  Electrically isolated LAA post ablation
 (indication for LAA occlusion 

controversial)

Patients with
1.  HAS-BLED ≥3
2. Elevated bleeding risk outside
 HAS-BLED-Score, e.g., tumour,
 thrombocytopaenia
3. Need for prolonged or repetitive

triple therapy,
e.g., severe CAD and stenting

4. Renal failure (severe) as
contraindication to NOAC

NOAC

Advise NOAC

OAC
(NOACs/Vit-K-
antagonists)

LAA occlusion*
(may require antiplatelet

therapy)
*Note: In case of strict contraindication to antiplatelet therapy, patient may not be eligible for LAA occluder implantation but for epicardial LAA occlusion 
or thoracoscopic LAA clipping.

Figure 22. Decision tree for LAA closure.

Table 13. Patients who are eligible for long-term oral 
anticoagulation and who require prevention of stroke and 
embolism.

Clinical situation and therapeutic 
concept

Consensus 
statement

Icon

According to current guidelines, 
patients who are eligible for long-term 
OAC and who also require prevention 
of stroke and embolism should receive 
OAC, preferably NOAC therapy

“Should do 
this”

Patients who are eligible for long-term 
OAC and who also require prevention 
of stroke and embolism may receive 
an LAAO instead of long-term OAC 
only if they refuse OAC despite 
explanation

“May do this”

LAAO: left atrial appendage occlusion; NOAC: non-VKA oral antagonists; 
OAC: oral anticoagulation

Table 14. Medical conditions which represent contraindications 
to long-term oral anticoagulation.

– Risk for major bleeding, especially life-threatening or disabling 
bleeding due to an “untreatable” source of
• Intracranial/intraspinal bleeding (e.g., diffuse amyloid 

angiopathy, untreatable vascular malformation)
• Severe gastrointestinal (e.g., diffuse angiodysplasia) pulmonary 

or urogenital source of bleeding that cannot be corrected

– Severe side effects under vitamin K antagonists and/or 
contraindication for NOAC
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The AVERROES trial demonstrated a similar major bleeding risk 
for ASA as compared to apixaban; however, this was only true for 
the intention-to-treat analysis; on-treatment, ASA showed a signi-
ficantly lower overall bleeding rate139. In the BAFTA trial, ASA 
75 mg and well-managed warfarin had similar risks of major 
bleeding and intracranial haemorrhage145.

Secondly, for the few patients who may not tolerate any antiplate-
let therapy, either an epicardial catheter approach (e.g., the LARIAT 
system) or thoracoscopic clipping of the LAA might be options12. 
If a single antiaggregant cannot be given to the patient, even for 
two weeks at least, then it is the consensus among the authors of 
this document that an endocardial device should not be implanted.

PATIENTS WITH AN ELEVATED BLEEDING RISK UNDER 
CHRONIC ORAL ANTICOAGULATION
Patients with an elevated bleeding risk during long-term oral anti-
coagulation are listed in Table 5. This patient group has so far 
never been studied in a prospective randomised trial; the currently 
recruiting CLOSURE-AF trial (NCT03463317) is randomising 
those patients.

Notably, in patients with a history of severe bleeding on oral 
anticoagulation, the circumstances around the bleeding event (e.g., 
inappropriate high INR levels under warfarin; transient factors for 
increased bleeding risk) should be carefully evaluated and con-
sidered before defining the patient as high bleeding risk. In such 
cases continuation of appropriate OAC/NOAC therapy or LAAO 
should be carefully balanced.

High bleeding risk patients were included in major registries 
such as the ACP, the Amulet and the EWOLUTION registries 
and therefore a positive effect of occluding device implantation 
may be evident – with all the limitations that are inherent to reg-
istry data.

Among 787 survivors of an intracranial bleed and AF, two 
cohorts (one with LAA occluder, the other with conservative 
treatment) were identified using propensity matching to balance 
for stroke and bleeding risk119. The primary outcome was a com-
posite of all-cause mortality, acute ischaemic stroke and major 
bleeding. The results were clearly in favour of LAA occluder 
treatment in terms of ischaemic stroke, recurrent haemorrhagic 

stroke, major bleeding, and survival. These results triggered the 
STROKECLOSE trial (NCT02830152) which is randomising 
those patients.

A similar clinical challenge is given in patients with previous 
major gastrointestinal (GI) bleeding. In particular, patients where 
a potential future bleeding source cannot be fully eliminated (e.g., 
diffuse angiodysplasia) may benefit from LAAO. The clinical 
applicability and positive effect on stroke and bleeding rate were 
demonstrated in a recent registry analysis146.

Patients with end-stage renal disease or on haemodialysis treat-
ment represent a cohort with several “therapy dilemmas”: on the 
one hand, it is known that those patients with AF have a high event 
rate including embolic stroke; on the other hand, most NOACs are 
contraindicated (although observational data with apixaban in hae-
modialysis patients are promising)147 and warfarin may generate 
more harm than benefit if anticoagulation control is poor. In stud-
ies with good warfarin control (high TTR), there is a reduction 
in ischaemic stroke and acceptable bleeding risks even in dialysis 
patients148. This makes it understandable why those patients might 
benefit significantly from LAAO149: it avoids long-term warfarin 
(or the possibly unsafe use of unproven low-dose NOACs) ther-
apy, whereas many end-stage renal disease patients need antiplate-
let therapy anyway (which is part of the routine post-LAAO drug 
regimen in many countries).

The authors therefore agree that in the patient group with an ele-
vated bleeding risk an individual risk-benefit assessment needs to 
be carried out on an individual patient basis (Table 16). A decision 
has to be made between LAAO and medication. There are specific 
subgroups within those patients who have an elevated bleeding 
risk, where specific registry data indicate a favourable outcome 
with LAAO, such as in patients post intracranial bleeding and in 
patients post severe GI bleeding due to an uncorrectable source.

NON-COMPLIANT PATIENTS (UNWILLING OR UNABLE TO 
TAKE ORAL ANTICOAGULATION)
Non-compliance with chronic drug treatment is a major prob-
lem and affects all areas of chronic cardiovascular treatments 
such as statins, antihypertensive, and anticoagulation therapy. 

Table 16. Patients with an elevated bleeding risk during long-term 
oral anticoagulation.

Clinical situation and therapeutic 
concept

Consensus 
statement

Icon

In patients with an elevated bleeding 
risk during long-term oral 
anticoagulation (e.g., post intracranial 
bleeding) an individual risk-benefit 
assessment needs to be carried out 
between oral anticoagulation and LAA 
occlusion

“Should do 
this”

In patients with an elevated bleeding 
risk during long-term OAC, LAA 
occlusion may be considered

“May do this”

 OAC: oral anticoagulation

Table 15. Atrial fibrillation patients who are not eligible 
(“contraindicated”) for long-term oral anticoagulation and require 
prevention of stroke and embolism.

Clinical situation and therapeutic 
concept

Consensus 
statement

Icon

AF patients with CHA2DS2-VASc 
score ≥2 (3 in females) who have 
absolute contraindications for 
long-term OAC may be considered for 
LAAO if a minimum period 
(2-4 weeks) of a single antiaggregant 
can be given

“Should do 
this”

AF: atrial fibrillation; LAAO: left atrial appendage occlusion; OAC: oral 
anticoagulation
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For example, in a registry of 2,932 patients, the two-year prob-
ability of dabigatran persistence was 69%150.

We can distinguish four main variations of non-compliance: 
one due to the non-ability of a patient or their relatives to ensure 
daily drug treatment, mainly due to initial or advanced forms of 
dementia; second, the patient might be non-compliant due to an 
active lifestyle or stressful profession which finally leads to no or 
irregular drug intake; third, patients are not willing to take medi-
cations; and fourth, patients stop taking their medication triggered 
by a clinical event like minor bleeding or planned surgery. In the 
German LAARGE registry, patient choice was a major reason for 
LAAO in 20% of cases151.

Non-compliance is a relevant and important aspect in the area 
of drug treatment in AF treatment. There are no conclusive or ran-
domised data sets as to whether those non-compliant patients –
due to the various reasons mentioned above – benefit from LAAO. 
However, a patient with a significant stroke risk due to AF should 
benefit from excluding the LAA from the blood circulation as 
compared to no treatment. Therefore, in patients with non-compli-
ance, attempts should be made to overcome the reason resulting in 
non-compliance; if this is not successful, LAAO may be consid-
ered in such patients (Figure 22, Table 17).

However, in patients who are opposed to chronic drug intake but 
can be convinced to take the medication after appropriate informa-
tion, LAAO is currently not offered as a simple and equally effec-
tive alternative.

While such a decision may be evidence-based, the question of 
whether financial coverage of LAAO for intentionally non-com-
pliant patients is justified is a societal decision that is beyond the 
scope of this document.

SPECIFIC SUBGROUPS: SEVERAL SMALL-SCALE STUDIES 
AND CASE SERIES DESCRIBED THE USE OF LAAO IN THE 
FOLLOWING SPECIFIC SUBGROUPS. DATA ARE NOT 
ROBUST ENOUGH TO MAKE SPECIFIC RECOMMENDATIONS
a. Oral anticoagulation not efficient (“stroke on OAC”)
Patients who – by clinical judgement – have embolic strokes with 
a high likelihood that the embolism originates from the LAA (e.g., 
mobile thrombus in the LAA) despite adequate oral anticoagula-
tion (“malignant LAA”) are normally treated with a more inten-
sified anticoagulation strategy. To avoid the necessity of chronic 
dual or triple therapy, LAAO is a potential alternative and clini-
cally used in such patients; however, data are insufficient to make 
specific recommendations (Figure 22).
b. Electrically isolated left atrial appendage post catheter 
ablation
Patients who underwent electrical isolation of the LAA as part 
of a left-sided AF ablation procedure exhibit an increased risk of 
stroke despite oral anticoagulation15. Other series were less deci-
sive about this issue152-154. This may be related to different meth-
ods used to isolate the LAA in the studies (circular LAA isolation 
around the LAA base versus a wide area of LAA isolation). Two 
recently published studies reported an increased incidence of LAA 
thrombus formation/thromboembolism event after LAA isola-
tion120,155. Currently, data are scarce, and there are no randomised 
studies available comparing oral anticoagulation against LAA 
occluder implantation; however, due to clinical experience LAAO 
implantation may be a reasonable way to prevent patients with 
an electrically isolated LAA from stroke, especially if their anti-
coagulation is imperfect. Data are insufficient to make specific 
recommendations among this group of patients.
c. Combination of atrial fibrillation ablation and LAA occluder 
implantation
In patients with an elevated bleeding and stroke risk who undergo 
left AF ablation, combining ablation and LAA occluder implantation 
in one procedure may be a “reasonable opportunity”: AF ablation 
requires a transseptal approach, which allows additional occluder 
implantation using the same left atrial access and therefore avoids 
an additional procedure with TSP. Feasibility has been demonstrated 
in small cohorts, but outcome trials comparing one combined pro-
cedure to consecutive procedures are missing120,155-157. It needs to 
be emphasised that the indication for LAAO in high-risk patients 
should follow the same risk-benefit analysis as in patients without 
AF ablation. The fact that the operator is in the left atrium any-
way should not lower the threshold for LAAO at the current stage 
of experience and data with the combined procedure. Therefore, 
the individual indication process is not substantially different, and 
so the combined procedure is not a separate indication per se.
d. Left atrial appendage closure for “primary primary” prevention
In selected cases, experienced operators perform LAA closure 
immediately before atrial septal defect closure in patients with-
out a history of AF because of their high risk for developing AF 
and potential technical problems for later closure due to the sep-
tal device158. There are no data available supporting this approach, 

Table 17. Non-compliant patients (unwilling or unable to take oral 
anticoagulation).

Clinical situation and therapeutic 
concept

Consensus 
statement

Icon

Any AF patients with an increased risk 
for stroke and embolism and no 
contraindication for OAC should 
receive personal and detailed advice 
that according to current evidence 
long-term OAC treatment is the 
preferred prophylactic strategy.

“Should do this”

In AF patients with a high risk score 
for stroke and embolism who refuse 
OAC even after personal and detailed 
advice, LAA occlusion may be 
considered

“May do this”

In patients with documented 
non-compliance, LAA occlusion can be 
discussed as a therapeutic alternative 
after attempts to resolve the reasons 
for non-compliance

“May do this”

In patients who are opposed to chronic 
drug intake, LAA occlusion is currently 
not offered as a simple and equally 
effective treatment alternative

“Should not do 
this”

AF: atrial fibrillation; LAA: left atrial appendage; OAC: oral 
anticoagulation
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but “primary (no prior AF) primary (no prior stroke or bleeding)” 
LAA closure is common with cardiac surgery159,160.

Chapter 8. Antithrombotic therapy after left 
atrial appendage closure
The optimal post-interventional antithrombotic drug regimen as 
well as treatment duration after LAAO remain a controversial 
issue161. Since the majority of patients subjected to LAAO are at 
high risk for bleeding, the anticoagulation regimen should be tai-
lored individually.

BEFORE IMPLANTATION
Mobile thrombus visualised by TOE screening or CCTA scan is con-
sidered a contraindication to catheter-based LAAO. In such cases, 
PTT-guided unfractionated heparin or weight-adjusted fractionated 
therapy is an option as well as ≥4 weeks of OAC with VKA or 
NOAC. Both strategies may allow thrombus resolution to be docu-
mented on repeat TOE or CCTA before LAAO is performed. There 
is very limited experience on LAA closure in the presence of an 
immobile thrombus that sits deeply in the LAA which can be jailed 
within the LAA by a superficially implanted device. Information 
is insufficient to make recommendations at this point, but it can 
be assumed that LAAO in such a situation is quite common.

DURING IMPLANTATION
Femoral venous puncture by itself does not necessitate anticoagu-
lant therapy withdrawal. Most operators use intravenous anticoagu-
lation agents (mostly unfractionated heparin) during the procedure 
(Table 18). The antithrombotic protocol of the PROTECT AF 

study106,162 instructed an INR <2.0 at the time of procedure. ASA 
81-325 mg was begun at least one day before the procedure and 
weight-adjusted heparin (70-100 IU/kg) was administered after TSP 
to maintain an ACT >200 s for the duration of the procedure106,162. 
However, some operators perform the procedure while patients are 
on VKA with a therapeutic INR or on NOAC, an approach that can 
neither be supported nor condemned by currently available data. 
Intravenous heparin is generally administered at the latest immedi-
ately after crossing the interatrial septum. A weight-adjusted bolus 
of unfractionated heparin (70-100 IU/kg) is most commonly used, 
which should maintain an ACT ≥250 s.

PATIENTS WITHOUT CONTRAINDICATIONS TO ORAL 
ANTICOAGULATION
In both the PROTECT AF and PREVAIL studies112,162, patients 
received a combination of oral anticoagulation using warfarin plus 
ASA 75 mg for 45 days, followed by six months of dual plate-
let inhibition with clopidogrel 75 mg and lifelong continuation 
of ASA 325 mg/day alone. During evaluation at 45 days post 
implant, bleeding complications occurred in 1.2% of the patients 
treated with oral anticoagulation and ASA therapy, translating 
into an estimated annual bleeding rate of 10.5%. In the follow-
ing study period, when patients received dual platelet inhibition, 
0.6% of patients had a bleeding event (1.6% per year)103. In the 
long term at five years, the overall annual risk of major bleeding 
was 3.1% 6. NOAC seems a possible alternative to warfarin for the 
initial period100,111,163,164. Overall, the above-mentioned drug regi-
men is feasible in patients eligible for OAC but is associated with 
a relatively high risk of bleeding events.

Table 18 (part 1). Antithrombotic therapy before and after LAAO.

Clinical situation and therapeutic concept
Consensus 
statement

Symbol References

Acetylsalicylic acid 75-325 mg/day for the procedure and then continued long term (load 
300-500 mg prior to procedure if not previously on acetylsalicylic acid) “Should do this” 108,114, 

100,170

Anticoagulation, using unfractionated heparin, is recommended during the implantation 
procedure prior to or immediately after TSP, aiming for an activated clotting time of >250 s “Should do this” 106,111

After WATCHMAN implantation, warfarin (INR 2-3) should be given for 45 days, followed by 
clopidogrel for 6 months after the procedure in low bleeding risk group of patients, while in 
high bleeding risk group OAC should not be applied

“Should do this” 106,108

NOAC is a possible alternative to warfarin after WATCHMAN implantation “May do this” 155,163-165

After WATCHMAN implantation in patients not suitable for oral anticoagulation, DAPT 
including clopidogrel 75 mg/day for 1 to 6 months after the procedure (load 300-600 mg 
prior to procedure if not previously on clopidogrel)

“May do this” 106,108,171

After AMPLATZER Cardiac Plug or Amulet implantation, DAPT including clopidogrel 75 mg/
day for 1 to 6 months after the procedure (load 300-600 mg prior to procedure if not 
previously on clopidogrel)

“May do this” 115,170

Other options that may be considered on a case-by-case basis include a single antiplatelet 
therapy (acetylsalicylic acid or clopidogrel) for short periods of time, as long as approved by 
a team consensus

“May do this” 172
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PATIENTS WITH CONTRAINDICATIONS TO ORAL 
ANTICOAGULATION
Based on current guidelines, most of the LAAO interventions are 
performed in patients who had a bleeding complication or have 
a contraindication to chronic oral anticoagulation with VKA or 
NOACs111,165-167. Stroke prophylaxis is particularly challenging 
and, to date, no randomised clinical trials have been published 
in this patient population. In this setting, operators refrain from 
implementing a drug regimen including an oral anticoagulant and 
commonly prescribe DAPT for at least one month or until a six-
month TOE follow-up, modifying the therapy upon its result. 
A satisfactory result on TOE (complete LAAO or small residual 
shunt <5 mm jet width in the absence of device surface thrombi) 
allows withdrawing one antiplatelet agent, unless otherwise indi-
cated. The other antiplatelet agent is usually continued indefinitely, 
although the bleeding risk of ASA by itself must be considered. 
This treatment rationale of DAPT was mainly derived from previ-
ous experience with the PLAATO device168 as well as atrial septal 
defect and patent foramen ovale device occlusions. A low throm-
bogenicity was found with the AMPLATZER device family169 and 
resulted in DAPT only with no oral anticoagulation in its instruc-
tions for use. The safety and feasibility of this drug regimen was 
shown in the registry data for the ACP116. Recently, a large reg-
istry of patients treated with the Amulet device indicated that 
those discharged without OAC (>80%), in particular those on sin-
gle ASA therapy, did not appear to have a higher risk of device-
related thrombus16, whilst another analysis not restricted by the 
use of a single device indicated that the risk of device-related 

thrombus was lower with DAPT or OAC100. Patients who under-
went WATCHMAN implantation in the Aspirin Plavix (ASAP) 
registry received DAPT including clopidogrel for six months and 
ASA indefinitely without OAC17. The rate of ischaemic stroke 
was only 1.7% compared with 2.2% in the PROTECT AF device 
group. The usual practice is to load ASA or clopidogrel naïve 
patients accordingly (Table 18).

During follow-up, patients treated with DAPT may still experi-
ence a significant bleeding complication with an estimated annual-
ised bleeding rate of 6.6% to 14.4% for the initial phase91,98,111,116,170. 
Thus, a post-implant drug regimen with DAPT appears to be effec-
tive in preventing thrombus formation on the device but is still 
associated with a substantial rate of bleeding events. Moreover, 
the optimal duration of DAPT remains poorly defined. Several 
operators are stopping all antithrombotic therapies within the first 
year in patients with no other indication for them.

The prospective randomised open-label ADRIFT trial 
(Assessment of Dual Antiplatelet Therapy Versus Rivaroxaban In 
Atrial Fibrillation Patients Treated With Left Atrial Appendage 
Closure) is ongoing and compares two doses of rivaroxaban (10 
and 15 mg/day) to DAPT with ASA 75 mg and clopidogrel 75 mg/
day in these patients (NCT03273322).

EXTREMELY HIGH-RISK SITUATIONS
Although not studied systematically, several registries include 
patients at extremely high risk for bleeding who were treated with 
no or only a single antiplatelet (ASA or clopidogrel) for limited 
periods of time which was then stopped at variable times following 

Table 18 (part 2). Antithrombotic therapy during and after LAAO.

Device/patient
Heparin  

(ACT ≥250)
Low-molecular-
weight heparin

Acetylsalicylic 
acid

OAC Clopidogrel Comments

WATCHMAN/low 
bleeding risk

Prior to or 
immediately 
after TSP

Post-procedure 
till INR ≥2 for 
warfarin

Load 300-500 mg 
prior to procedure if 
not on 
acetylsalicylic acid, 
continue 75-325 
mg/day indefinitely

Start warfarin after 
procedure INR 2–3 
till 45 days or 
continue till 
adequate occlusiona 
by TOE. NOAC are 
possible alternatives

Start 75 mg/day 
when (N)OAC 
stopped, continue 
till 6 months after 
the procedure

Some centres do 
not withhold 
(N)OAC at the time 
of procedure (no 
data to support or 
deny this approach)

WATCHMAN/high 
bleeding risk

Prior to or 
immediately 
after TSP

None Load 300-500 mg 
prior to procedure if 
not on 
acetylsalicylic acid, 
continue 75-325 
mg/day indefinitely

None Load 300-600 mg 
prior to procedure if 
not on clopidogrel, 
continue 75 mg/
day 1-6 months 
while ensuring 
adequate occlusion 
and no device-
related thrombusa

Clopidogrel often 
given for shorter 
time in very 
high-risk situations, 
clopidogrel may 
replace long-term 
acetylsalicylic acid 
if better tolerated

ACP/Amulet Prior to or 
immediately 
after TSP

None Load 300-500 mg 
prior to procedure if 
not on 
acetylsalicylic acid, 
continue 75-325 
mg/day indefinitely

None Load 300-600 mg 
prior to procedure if 
not on clopidogrel, 
continue 75 mg/
day 1-6 months 
while ensuring 
adequate occlusion 
and no device-
related thrombusa

Clopidogrel often 
given for shorter 
time in very 
high-risk situations, 
clopidogrel may 
replace long-term 
acetylsalicylic acid 
if better tolerated

aLess than 5 mm leak. ACP: AMPLATZER Cardiac Plug; ACT: activated clotting time; DAPT: dual antiplatelet therapy; INR: international normalised ratio; 
OAC: oral anticoagulation; (N)OACs: (non-vitamin K dependent) oral anticogulants; TOE: transoesophageal echocardiography; TSP: transseptal puncture
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the implantation. Although information is scarce about this mode 
of therapy, it is the consensus of the authors of this document that 
this approach may be used in individual patients if agreed upon 
by an expert team. We believe that a period of two to four weeks 
of antiplatelet therapy should be strived for even in high bleeding 
risk situations. Patients who are not eligible even for such a short 
period of antiplatelet treatment may be considered better candi-
dates for epicardial closure (either surgical or using the LARIAT 
device) in experienced hands.

THROMBUS ON THE DEVICE
Thrombus formation on the device is difficult to define102 but is not 
uncommon in patients with AF who are treated by LAA closure 
(3.7% to 7.2% in recent large series) and, when present, is assoc-
iated with a higher rate of stroke and systemic embolism100,171. The 
more recent generation of the AMPLATZER devices (Amulet) 
does not seem to be associated with a lower risk of thrombus than 
the older generation in the few comparisons that are available163. 
Both OAC and antiplatelet therapy may be independently assoc-
iated with a lower risk of device-related thrombus100, indicating 
that a strategy with no antithrombotic at all is not appropriate in 
patients treated with LAAO. Subcutaneous heparin or OAC with 
warfarin or a NOAC for a period of weeks to months may lead to 
thrombus resolution in many cases. Therefore, anticoagulant ther-
apy is recommended in all patients with device-associated throm-
bus regardless of symptoms until thrombus resolution is confirmed 
by follow-up TOE or CCTA.

INCOMPLETE OCCLUSION OF THE LEFT ATRIAL APPENDAGE
Incomplete LAAO may create a pocket containing thrombus allow-
ing emboli to enter the systemic circulation. Small residual shunts 
with a jet diameter <5 mm are usually deemed irrelevant and may 
close spontaneously with time. They do not warrant further drug 
or device interventions. For patients with persistent large shunts, 
a study found that the stroke risk is not different compared with 
patients in whom the LAA is completely occluded regardless of 
whether or not anticoagulant therapy is continued103. However, these 
findings should be considered with caution because of the relatively 
small number of patients and the low event rate. Whether persistent 
large (≥5 mm) shunts deserve long-term OAC with VKA or NOAC 
or a second occlusion attempt remains at the operator’s discretion.

Chapter 9. Requirements for operator and 
centres
TRAINING AND KNOWLEDGE OF PHYSICIANS PERFORMING 
THE PROCEDURE
LAAO is a preventive procedure and therefore patient safety is 
of paramount importance. The LAA is a thin-walled cardiac free 
wall structure that exhibits a highly variable and complex ana-
tomy unique to each patient. In addition, percutaneous LAAO 
requires TSP, which increases the complexity of the procedure. 
Currently, there are several LAAO devices available that are 
implanted in a similar but not identical way65,172. Moreover, patient 

characteristics may vary substantially with respect to previous 
cardiac interventions, comorbidities, and indications for LAAO. 
Therefore, training of physicians performing the procedure should 
aim to: “Master the technique, know the device, know the patient”.

OPERATORS WHO EMBARK ON LAAO SHOULD HAVE THE 
FOLLOWING SKILL SETS:
1. Extensive knowledge of cardiac anatomy, particularly of the 

LA, the LAA, and the surrounding structures.
2. Understanding and familiarisation with respective cardiac imag-

ing, including fluoroscopy, TOE, ICE, and cardiac CCTA.
3. Proficiency in performing TSP is a key factor for a successful 

LAAO programme; adequate experience in safe and accurate 
TSP technique and performance of at least 10 TSPs in other pro-
cedures or guided by an expert in the initial LAAO procedures 
prior to embarking on the unproctored performance of LAAO.

4. Comprehensive knowledge and adequate skills to prevent and 
treat LAAO-related complications such as cardiac tampon-
ade and device embolisation (pericardiocentesis, percutaneous 
device snaring, etc.)173.

5. Acquaintance with particular LAAO device characteristics and 
special features.

6. Understanding of patient-specific characteristics that may have 
implications for the LAAO procedure such as previous AF abla-
tions, previous open heart surgery, vascular access issues, etc.
Depending on their background, during training operators should 

focus on different aspects of the procedure. For example, interven-
tional cardiologists who are not familiar with TSP should acquire 
adequate experience before starting to perform LAAO or be proc-
tored by an expert for at least the first 10 LAAOs. Experience in 
manipulating and deploying devices for other structural heart dis-
ease operations can be valuable for improving LAAO techniques, 
so operators should be encouraged to participate in several such 
interventions if feasible. Knowledge of more than one device type 
for LAAO is also welcomed as it may increase the spectrum of 
anatomies to be treated. In case of minimal experience in cardiac 
imaging and depending on which modality is used in a particular 
centre, operators should attend relevant cardiac imaging courses 
before embarking on LAAO procedures and consult respective 
experts for individual cases.

A key factor for procedural success is a structured training 
process before becoming an independent operator. Currently, the 
training is offered by the device manufacturer. We believe that 
a training process for the implantation of a specific device should 
include the following174,175:
1. A theoretical course on LAAO-related anatomy, clinical data, 

and device implantation techniques. The course may be taken 
online and should include didactic case examples of straight-
forward and complex anatomies. Critical issues such as patient 
planning, device selection, and prevention and management of 
complications should be thoroughly discussed.

2. A practical training, including handling of the equipment and 
simulator training during interactive workshops. Attendance in 
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discussion of real cases is of paramount importance. In case of 
no or minimal TSP experience, a practical training should also 
be provided, including pitfalls in TSP and bail-out techniques.

3. During their first procedures with each kind of device, operators 
should be properly proctored by experienced operators. The num-
ber of proctored cases before becoming an independent operator 
varies and depends on previous experience in LAAO, structural 
heart disease, AF ablation, or other relevant interventions. In 
principle, proctoring should be provided until both operator and 
proctor agree that the operator can perform LAAO alone with 
adequate safety and confidence. In case the operator has not 
performed an LAAO procedure for an extended period of time, 
proctoring should be re-offered, if prior experience was small.

CENTRE AND LABORATORY REQUIREMENTS
Like other interventions, LAAO is a team effort. Therefore, all 
members of the team should be familiar with procedural steps, and 
patient and device characteristics. Ideally, the TOE operator, if one 
is involved, should participate in workshops dedicated to LAAO-
related imaging and the anaesthetist (if applicable) should also be 
accustomed to LAAO. The procedures should be performed in an 
adequately equipped cardiac catheterisation laboratory, electro-
physiology laboratory, or hybrid room. The room should be prop-
erly sized to accommodate anaesthesia and TOE equipment and 
have a fixed C-arm system for fluoroscopic imaging and continu-
ous haemodynamic monitoring. The room should have the equip-
ment to manage cardiac perforation and tamponade, device or air 
embolisation, etc. Large sheaths and catheters, TSP kits, different 
wires, snares, and pericardiocentesis equipment should be readily 
available. Site readiness for the procedure necessitates not only 
a knowledgeable operator but also a thorough team understanding 
of the procedure and of the individual role of each member of the 
team. According to current practice, in-house cardiovascular sur-
gery in centres performing LAAO procedures is not deemed man-
datory but arrangements for rapid transfer to a centre with cardiac 
surgery should be active, with a maximum delay of 60 minutes to 
the operation. Finally, sites that perform LAAO procedures should 
monitor their outcomes and complications and search for correc-
tive measures in case of cumulative adverse events.

Chapter 10. Surgical left atrial appendage 
closure
Surgical closure of the left LAA is secondary to the main surgical 
procedure in most cases. Recent guidelines (2017) from the Society 
of Thoracic Surgeons stated that, at the time of concomitant car-
diac operations in patients with AF, it is reasonable to manage the 
LAA surgically for longitudinal thromboembolic morbidity pre-
vention (Class IIA, Level C expert opinion), and complete LAA 
obliteration is recommended in all surgical ablation procedures176.

This secondary nature of surgical LAAO and an ensuing lack of 
scrutiny are probably responsible for the reported rates of incom-
plete closure that exceed 50% for various surgical techniques177-179. 
Surgical closure techniques include internal over-sewing with 

a double-layer running suture, purse-string suture, ligation, surgi-
cal excision of the LAA and external stapler closure180. Failure of 
closure can be defined as a residual pouch of >1 cm within the 
appendage stump or persistent flow (gap) between the left atrium 
and appendage. Incomplete occlusion can increase stroke rate179. It 
is not clear if certain techniques of appendage closure provide supe-
rior results. A recent randomised study demonstrated early failure 
of 60% in stapler LAAO, compared with 13% failure with internal 
ligation and 20% with surgical excision (p=0.06)180. Another study 
reported that a residual gap was found early after surgery in 37% 
of patients, with a higher failure rate in internal over-sewing than 
amputation or stapler181. Reviewing a number of studies, Healey 
et al found that the failure rate was lower in stapler occlusion of 
the LAA than suture closure alone (28% vs 55%)182. Badhwar et 
al stated that stapling has had particularly poor outcomes, with the 
majority of patients having a residual stump, which can be thrombo-
genic176. A surgeon should also remember that the circumflex coro-
nary artery is situated close to the LAA orifice and deep stitches can 
injure, kink, or ligate the artery. There is also a potential of bleed-
ing from suture lines due to frailty of the appendage tissue. Most 
recent systematic reviews and meta-analysis have demonstrated that 
LAA surgical closure reduces the short-term mortality and stroke 
rate in valvular surgery in patients with AF. On the other hand, 
the clinical effect of concomitant closure of appendage in non-AF 
and non-valvular cases in the sense of “primary primary” preven-
tion (Chapter 7) is not clear although it is conceivable that it may 
even reduce complications associated with perioperative and post-
operative AF which is frequent in these cases183. It is important to 
realise that no randomised studies are available showing a positive 
effect of surgical LAAO on stroke outcome. Therefore, the results 
of the ongoing LAAO III trial are awaited. However, several cohort 
studies point to the potential benefit of LAAO in patients with AF. 
Yao et al found that, among patients undergoing cardiac surgery, 
concurrent surgical LAAO, compared with no surgical LAAO, was 
associated with reduced risk of subsequent stroke and all-cause 
mortality184. Friedman DJ et al reported that, in older patients with 
AF undergoing concomitant cardiac surgery, surgical LAAO, com-
pared with no LAAO, was associated with a lower risk of readmis-
sion for thromboembolism over three years185.

Surgical LAAO can be performed as an isolated or concomitant 
procedure by several minimally invasive techniques and devices 
through either epicardial or hybrid (epicardial and endocardial) 
approaches. Epicardial approaches include the Sierra Ligation 
System (Aegis Medical Innovations Inc., Vancouver, BC, Canada) 
and the AtriClip (AtriCure, Inc., Mason, OH, USA). The Aegis 
device is introduced via percutaneous subxiphoid pericardial 
access, with ECG navigation onto the appendage and a suture 
looped around the appendage base. A small series has demon-
strated the feasibility of the technique in humans186,187. The AtriClip 
Occlusion System is a clip placed epicardially at the base of the 
LAA. There are several published series of its use in humans with 
an intraoperative success rate of 95%188-191. The AtriClip is the 
only FDA-approved device for surgical LAAO.
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Anticoagulation policy after surgical LAAO remains undefined. 
It depends largely on concomitant valvular procedures183 and also 
on CHADS or CHA2DS2-VASc risk factors. Since prior series 
have demonstrated a high rate of leaks after surgical LAAO, it is 
reasonable to follow up the patients with at least one TOE 30 days 
after the operation. The 2016 ESC guidelines on AF gave a class I 
indication to continued anticoagulation following surgical LAAO 
in patients at risk according to the traditional risk scores165. The 
2017 STS guidelines are less strict about this point176. Most impor-
tantly, while surgical LAA closure probably decreases stroke rates 
in certain populations, it has never been systematically studied 
as an alternative to oral anticoagulation, for instance, in patients 
at high bleeding risk or with contraindication to anticoagula-
tion. Moreover, while patients who cannot receive any form of 
antithrombotic therapy even for limited periods of time may not 
be candidates for percutaneous LAA closure, data are also lacking 
about the role of surgical LAAO in this population.

In summary, observational, non-randomised data may suggest 
that concomitant surgical LAAO resulted in reduced stroke rates 
and short-term mortality among patients with AF undergoing val-
vular surgery. Its role as a stand-alone procedure as a substitute for 
anticoagulation remains to be established. The role of preventive 
surgical LAAO in patients without prior AF (“primary primary” 
prevention [Chapter 7]) as suggested by several authors remains 
to be established (Table 19).

Chapter 11. Future and ongoing studies for 
LAAO
Currently, there are some ongoing trials that aim to explore and 
eventually confirm LAAO efficacy on large samples of patients 
with absolute contraindications to OAC, while others aim to 

assess the potential benefit of LAAO in comparison to NOAC. All 
the ongoing trials on LAAO are summarised in Table 20.

The ANDES (Short-Term Anticoagulation Versus Antiplatelet 
Therapy for Preventing Device Thrombosis Following Left Atrial 
Appendage Closure)192 trial that should be recruiting shortly has 
planned 350 patients in a comparison of short-term (eight weeks) 
anticoagulation therapy (NOAC) versus antiplatelet therapy for the 
prevention of device thrombosis following transcatheter LAAO. 
Considering the lack of data on NOAC therapy post LAAO, 
a blinded interim analysis will be performed after the inclusion of 
the first 150 patients. The final sample size will be adjusted fol-
lowing the results of the blinded interim analysis. Follow-up after 
treatment will be of 24 months’ duration.

The ASAP-TOO trial193 is presently ongoing, with 888 planned 
patients who are ineligible for anticoagulation therapy and ran-
domised 2:1 to LAAO with WATCHMAN versus single or 
dual antiplatelet therapy. The trial’s primary effectiveness end-
point is the evaluation of time to the first occurrence of ischae-
mic stroke or systemic embolism during the five-year follow-up. 
The  trial’s primary safety endpoint is one of the following occur-
rences: death, ischaemic stroke, systemic embolism, device- or 
procedure-related events requiring open cardiac surgery or major 
cardiovascular intervention (pseudoaneurysm repair, arteriovenous 
fistula repair, or other major endovascular repair) within seven 
days of follow-up.

The STROKECLOSE trial194 is currently recruiting patients 
with previous intracerebral haemorrhage, randomised to LAAO 
with AMPLATZER Amulet or medical therapy. With 750 planned 
recruited patients, this trial will evaluate a composite endpoint 
of stroke (ischaemic or haemorrhagic), systemic embolism, life-
threatening or major bleeding and all-cause mortality.

The PRAGUE-17 trial195 is presently recruiting patients (400 
planned) randomised to NOAC or LAAO with AMPLATZER 
Amulet or WATCHMAN. The combined endpoint is the occur-
rence of stroke or systemic cardioembolic events, or clinically 
significant bleeding or cardiovascular death or procedure- or 
device-related complications at one-year follow-up.

The SAFE-LAAC196 trial is currently recruiting patients (target 
160) randomised to LAAO followed by 30 days of DAPT ver-
sus LAAO followed by six months of DAPT, with evaluation of 
a composite of stroke, TIA, peripheral embolism, non-fatal myo-
cardial infarction, cardiovascular mortality, all-cause mortality, 
moderate and severe bleeding (BARC type 2, 3, and 5), left atrial 
appendage thrombus evidence.

The CLOSURE-AF (Left Atrial Appendage CLOSURE in 
Patients With Atrial Fibrillation Compared to Medical Therapy)197 
is another trial which aims to determine the clinical benefit of 
percutaneous catheter-based LAAO in patients with non-valvular 
AF at high risk of stroke (CHA2DS2-VASc score ≥2) as well as 
high risk of bleeding as compared to best medical care (including 
NOAC when eligible), in a 24-month follow-up.

OCCLUSION-AF (Left Atrial Appendage Occlusion Versus 
Novel Oral Anticoagulation for Stroke Prevention in Atrial 

Table 19. LAA  closure by cardiac surgery.

Clinical situation and therapeutic 
concept

Consensus 
statement

Icon

Surgical LAA excision or occlusion in 
conjunction with any type of cardiac 
surgery in patient with AF

“May do this”

Surgical LAA excision or occlusion can 
be performed as an isolated or 
concomitant procedure by several 
minimally invasive techniques and 
devices with epicardial or hybrid 
(epicardial and endocardial) approaches 
in cases when endocardial closure cannot 
be done or when no antithrombotic 
therapy can be administered even for 
2-4 weeks following the procedure

“May do this”

Surgical LAA excision or exclusion in 
conjunction with any type of cardiac 
surgery in patient with AF and significant 
comorbidities, when prolongation of the 
procedure may be dangerous, in re-do 
cases because of pericardial adhesions, 
in very thin, friable or calcified atrial walls

“Should not do 
this”

AF: atrial fibrillation; LAA: left atrial appendage
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Table 20. Ongoing trials on LAA occlusion.

Trial
Type

Design
Device

Objective

Planned/ 
actual 

num
ber of 

patients

Status
Prim

ary outcom
e(s)

Estim
ated/ 

actual start 
date

Estim
ated 

prim
ary 

com
pletion 

(data 
collection  

for prim
ary 

endpoints)

Geographies

ANDES
Random

ised
Short-term

 anticoagula-
tion versus antiplatelet 
therapy for preventing 
device throm

bosis 
following left atrial 
appendage closure

None 
specified

To com
pare short-term

 (8 weeks) 
anticoagulation therapy (NOAC) 
versus antiplatelet therapy for the 
prevention of device throm

bosis 
following transcatheter LAA 
occlusion

350
Device throm

bosis (tim
e fram

e: 2 m
onths after 

LAA occlusion) evaluated by TOE
Septem

ber 
2018

Septem
ber 

2020
Canada

ASAP-TOO
Random

ised
M

ulticentre, prospective, 
random

ised (2:1), 
com

paring subjects not 
suitable for anticoagula-
tion therapy 

WATCHM
AN

To establish the safety and 
effectiveness of the WATCHM

AN 
LAA occlusion device, including the 
post-im

plant m
edication regim

en, 
for subjects with non-valvular AF 
who are deem

ed to be not eligible 
for anticoagulation therapy to 
reduce the risk of stroke

888
Currently 
recruiting 

Prim
ary effectiveness: tim

e to first ischaem
ic 

stroke or system
ic em

bolism
Prim

ary safety: the occurrence of all-cause 
death, ischaem

ic stroke, system
ic em

bolism
 or 

device-/procedure-related events requiring open 
cardiac surgery or m

ajor endovascular 
intervention (tim

e of im
plant to 7 days post 

procedure or by hospital discharge, whichever is 
later)

USA, Canada, United 
Kingdom

, Ireland, 
Spain, France, 
Germ

any, Italy, 
Netherlands, Denm

ark, 
Sweden, Switzerland, 
Czech Republic, 
Poland, Finland, 
Russia, South Korea, 
M

alaysia, Indonesia, 
Thailand, Kuwait, New 
Zealand, Saudi Arabia, 
Australia, Singapore

STROKE-
CLOSE

Random
ised

Random
ised controlled: 

AM
PLATZER Am

ulet 
versus m

edical therapy

AM
PLATZER 

Am
ulet

Com
parison of LAA occlusion 

versus m
edical therapy in AF 

patients after intracerebral 
haem

orrhage

750
Currently 
recruiting 

Com
posite endpoint of stroke (ischaem

ic or 
haem

orrhagic), system
ic em

bolism
, life-threat-

ening or m
ajor bleeding and all-cause m

ortality 

M
ay 2017

M
ay 2022

Nordic European 
countries 

PRAGUE-17
Random

ised
Random

ised controlled: 
NOAC versus LAA 
occlusion with 
AM

PLATZER Am
ulet or 

WATCHM
AN device

AM
PLATZER 

Am
ulet/

WATCHM
AN

Com
parison LAA occlusion versus 

NOAC in AF
400

Currently 
recruiting 

Com
bined endpoint: stroke or system

ic 
cardioem

bolic event or clinically significant 
bleeding or cardiovascular death or procedure- 
or device-related com

plications at 1 year post 
LAA occlusion 

April 2015
M

ay 2018
Czech Republic

SAFE-LAAC
Random

ised
Random

ised controlled: 
AM

PLATZER Am
ulet 

+
 30 days DAPT versus 

AM
PLATZER Am

ulet 
+

 6 m
onths DAPT

AM
PLATZER 

Am
ulet

To establish optim
al antiplatelet 

therapy following LAA occlusion
160

Currently 
recruiting

Com
posite of stroke, TIA, peripheral em

bolism
, 

non-fatal M
I, cardiovascular m

ortality, all-cause 
m

ortality, m
oderate and severe bleeding (BARC 

type 2,3, and 5), left atrial appendage throm
bus 

(17 m
onths)

January 
2018

January 
2021

Poland

CLOSURE-AF
Random

ised
LAA occlusion in patients 
with AF com

pared to 
m

edical therapy

CE-m
ark 

approved LAA 
occlusion 
devices

To determ
ine the clinical benefit of 

percutaneous catheter-based LAA 
occlusion in patients with 
non-valvular AF at high risk of 
stroke (CHADS

2 -VASc score ≥2) as 
well as high risk bleeding as 
com

pared to best m
edical care 

(including (N)OAC when eligible)

1,512
Currently 
recruiting

Follow-up 24 m
onths, survival tim

e free of 
com

posite of stroke (including ischaem
ic or 

haem
orrhagic stroke), system

ic em
bolism

, m
ajor 

bleeding (BARC type 3,5), cardiovascular or 
unexplained death 

February 
2018

February 
2021

Germ
any
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Table 20. Ongoing trials on LAA occlusion. (cont’d)

Trial
Type

Design
Device

Objective

Planned/ 
actual 

num
ber of 

patients

Status
Prim

ary outcom
e(s)

Estim
ated/ 

actual start 
date

Estim
ated 

prim
ary 

com
pletion 

(data 
collection  

for prim
ary 

endpoints)

Geographies

LAA 
occlusion 
versus NOAC

Random
ised

Random
ised controlled: 

NOAC versus LAA 
occlusion with 
AM

PLATZER Am
ulet or 

WATCHM
AN device

AM
PLATZER 

Am
ulet/

WATCHM
AN

Com
parison LAA occlusion versus 

NOAC in AF
750

Currently 
recruiting 

Com
posite endpoint of stroke (ischaem

ic and 
haem

orrhagic), system
ic em

bolism
, m

ajor 
bleeding and all-cause m

ortality (tim
e fram

e:  
up to 5 years from

 random
isation) 

October 
2018

October 
2022

Denm
ark

Am
ulet IDE: 

AM
PLATZER 

Am
ulet LAA 

Occluder 
Trial

Random
ised

Random
ised controlled: 

AM
PLATZER Am

ulet 
versus WATCHM

AN

AM
PLATZER 

Am
ulet

Com
parison of AM

PLATZER Am
ulet 

and WATCHM
AN device in patients 

undergoing LAA occlusion

1,888
Currently 
recruiting 

The prim
ary endpoint is the com

bined rate of 
stroke, system

ic em
bolism

, m
ajor bleeding, and 

all-cause m
ortality

August 
2016

February 
2020

USA

SW
ISS-

APERO
Random

ised
Random

ised controlled: 
AM

PLATZER Am
ulet 

versus WATCHM
AN

AM
PLATZER 

Am
ulet

Com
parison of AM

PLATZER Am
ulet 

and WATCHM
AN in patients 

undergoing LAA occlusion

200
Not yet 

recruiting 
Com

posite of LAA patency at 45 days evaluated 
with cardiac com

puted tom
ography angiography 

or the crossover from
 one device to another 

device based on m
orphological / anatom

ical 
consideration during device im

plantation

February 
2018

August 
2019

Switzerland

FLAAC-2
Registry

Registry of approved LAA 
occlusion devices in 
France (AM

PLATZER 
Am

ulet and WATCHM
AN)

AM
PLATZER 

Am
ulet/

WATCHM
AN

Post-approval study of LAA 
occlusion

200
Not yet 

recruiting 
Com

bined endpoint including ischaem
ic stroke, 

system
ic em

bolism
, unexplained death, and 

cardiovascular death 1 year post LAA occlusion

February 
2018

February 
2020

France

PINNACLE 
FLX

Registry
Prospective, non-
random

ised, m
ulticentre 

investigation to establish 
the safety and 
effectiveness of the 
WATCHM

AN FLX LAA 
occlusion device

WATCHM
AN 

FLX
To establish the safety and 
effectiveness of WATCHM

AN FLX 
LAA closure (LAAC) device for 
subjects with non-valvular AF who 
are eligible for anticoagulation 
therapy to reduce the risk of stroke

490
Prim

ary effectiveness: the rate of effective LAA 
occlusion defined as any peri-device flow 
<

5 m
m

 dem
onstrated by TOE at 12 m

onths
Prim

ary safety: the occurrence of one of the 
following events between the tim

e of im
plant 

and within 7 days following the procedure or by 
hospital discharge, whichever is later: all-cause 
death, ischaem

ic stroke, system
ic em

bolism
, or 

device-/procedure-related events requiring open 
cardiac surgery or m

ajor endovascular 
intervention such as pseudoaneurysm

 repair, 
arteriovenous fistula repair, or other m

ajor 
endovascular repair: percutaneous catheter 
drainage of pericardial effusions, snaring of 
em

bolised device, throm
bin injection to treat 

fem
oral pseudoaneurysm

, and non-surgical 
treatm

ents of access-site com
plications are 

excluded from
 this endpoint  

USA
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Table 20. Ongoing trials on LAA occlusion. (cont’d)

Trial
Type

Design
Device

Objective

Planned/ 
actual 

num
ber of 

patients

Status
Prim

ary outcom
e(s)

Estim
ated/ 

actual start 
date

Estim
ated 

prim
ary 

com
pletion 

(data 
collection  

for prim
ary 

endpoints)

Geographies

ADRIFT
Random

ised
Assessm

ent of DAPT 
versus Rivaroxaban in AF 
patients treated with LAA 
occlusion

None 
specified

To evaluate 2 doses of rivaroxaban 
(10 and 15 m

g) com
pared to DAPT 

(acetylsalicylic acid +
 clopidogrel) 

after LAA occlusion; patients 
assessed at 10 and 90 days: 
central laboratory haem

ostasis 
analysis and clinical events 
assessm

ent

90
Currently 
recruiting 

M
easure of prothrom

bin fragm
ent 1+

2 (day 10-2 
to 4 hours after last intake: concentration peak); 
safety outcom

es: TOE for haem
orrhagic stroke 

and bleeding, throm
bus, peri-device leak at day 

90 (with core laboratory reading); occurrence of 
death, M

I, stroke, TIA at day 90 clinical endpoint

Septem
ber 

2017
Septem

ber 
2018

France

WATCH-TAVR
Random

ised
Prospective, m

ulticentre, 
random

ised controlled 
trial

WATCHM
AN

To evaluate the safety and 
effectiveness of LAA occlusion with 
WATCHM

AN device in prevention of 
stroke and bleeding in patients 
with AF undergoing TAVR to assess 
safety of the device

312
Currently 
recruiting 

At one year first occurrence of all-cause 
m

ortality, stroke (ischaem
ic or haem

orrhagic), or 
bleeding (life-threatening or m

ajor) events

Decem
ber 

2017
Decem

ber 
2020

USA

TAVI/LAA 
occlusion

Random
ised

Investigator-initiated, 
random

ised, m
ulticentre 

non-Am
ulet blinded, 

all-com
ers study

Non-Am
ulet

To assess safety of the device 
intervention with regard to stroke 
prevention and prevention of 
bleeding com

plications in patient 
population at high risk of stroke 
and bleeding

80
Currently 
recruiting 

Com
posite endpoint of ischaem

ic or 
haem

orrhagic neurologic events, peripheral 
em

bolism
, life-threatening / disabling and m

ajor 
bleeding com

plications, and cardiovascular 
m

ortality at 1 year 

M
ay 2016

M
ay 2018

Switzerland

AF: atrial fibrillation; DAPT: dual antiplatelet therapy; LAA: left atrial appendage; M
I: m

yocardial infarction; NOAC: non-vitam
in K dependent oral anticoagulant; OAC: oral anticoagulants; TAVR: transcatheter aortic valve replacem

ent; TIA: transient ischaem
ic attack; 

TOE: transoesophageal echocardiography
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Fibrillation) is also a large (750 patients) ongoing trial recruiting 
AF patients to LAA closure versus NOAC198.

Other trials have been planned for direct comparison of LAAO 
with the AMPLATZER Amulet versus WATCHMAN.

The AMPLATZER Amulet LAA Occluder trial (Amulet IDE )199 
is currently recruiting patients (target 800) randomised to LAAO 
with AMPLATZER Amulet versus WATCHMAN to compare 
device safety (a composite of procedure-related complications 
or all-cause death or major bleeding up to 12 months), efficacy 
(ischaemic stroke and/or systemic embolism up to 18 months) and 
the effectiveness of closure at 45 days of follow-up.

The SWISS-APERO200 trial, with 200 patients planned, will 
compare the AMPLATZER Amulet and WATCHMAN for the 
composite of LAA patency at 45 days evaluated with CCTA or 
the crossover from one device to the other due to morphological/
anatomical assessments.

The FLAAC 2201 is a planned registry (target 200 patients) of 
approved LAAO devices in France (AMPLATZER Amulet and 
WATCHMAN), with evaluation of a combined endpoint including 
ischaemic strokes, systemic embolisms, unexplained deaths, and 
cardiovascular death during the first year post LAAO.

The PINNACLE FLX202 is a planned registry (up to 490 enrolled 
patients) to establish the safety and effectiveness of the new 
WATCHMAN FLX device. The primary effectiveness is defined as 
the rate of effective LAA closure (defined as any peri-device flow 
<5 mm demonstrated by TOE) at 12-month follow-up. The primary 
safety endpoint is the occurrence of one of the following events 
within seven days after the procedure or hospital discharge (which-
ever is later): all-cause death, ischaemic stroke, systemic embolism, 
or device- or procedure-related events requiring open cardiac surgery 
or major endovascular intervention such as pseudoaneurysm repair, 
arteriovenous fistula repair, or other major endovascular repair.

Despite the depth of results that have already been documented 
and that should emerge from the ongoing trials, there are still 
issues related to LAAO to be faced.

It is desirable that future studies find a definite or partial answer 
to the following open questions:
1. Confirm the benefit of LAAO in comparison to antiplatelet or 

no therapy in patients with absolute/relative contraindications 
to OAC.

2. Evaluate LAAO efficacy in comparison to NOAC.
3. Compare different LAAO devices in order to define the most 

detailed indications for use; the two most used devices are 
WATCHMAN and AMPLATZER Amulet.

4. Define optimal post-LAAO therapy. The currently recruit-
ing trial “Assessment of Dual Antiplatelet Therapy Versus 
Rivaroxaban in Atrial Fibrillation Patients Treated With Left 
Atrial Appendage Closure (ADRIFT)”203 is to evaluate two dif-
ferent rivaroxaban regimens (10 or 15 mg a day) in comparison 
to DAPT (ASA plus clopidogrel: control arm representing stand-
ard of care) after successful LAAO. The aim is to investigate 
whether rivaroxaban could provide correct anticoagulation lev-
els and adequately suppress coagulation activation after LAAO.

5. Define the best preprocedural imaging (CCTA and/or TOE), opti-
mise intraprocedural imaging (intracardiac echocardiography 
[ICE] versus TOE), and the most suitable clinical and imaging 
follow-up. Particular attention needs to be paid to the meaning of 
procedural results (residual leaks, device thrombosis, and so on).

6. Identify sub-populations who would benefit the most from 
LAAO (e.g., patients in haemodialysis and/or with renal failure 
ineligible for NOAC, patients affected by acute coronary syn-
drome and AF, etc.).

7. Exploring the field of combined procedures (LAAO plus 
ablation, valve repair/replacement, etc.). There are two ongo-
ing trials that are exploring transcatheter aortic valve replace-
ment (TAVR) and LAAO. One is the Boston Scientific trial, 
“WATCHMAN for Patients With Atrial Fibrillation Undergoing 
Transcatheter Aortic Valve Replacement (WATCH-TAVR)”204, 
to evaluate the safety and effectiveness of left atrial appendage 
occlusion with the WATCHMAN device in prevention of stroke 
and bleeding in patients with AF undergoing TAVR. The other 
trial is Abbott’s “Comparison of LAAO versus standard medical 
therapy in patients in AF undergoing TAVR (TAVR/LAAO)”205 
which aims to compare the safety (and efficacy) of LAAO 
using the Abbott LAAO device with standard medical therapy 
in a prospective, multicentre, randomised trial in patients under-
going TAVR in routine clinical practice.

8. Defining the role of LAAO combined with (reduced dose) OAC 
in patients with recurrent stroke after LAAO or during OAC.

Chapter 12. Summary
This document replaces the 2014 scientific document206,207 and 
aimed systematically to review changes in knowledge base, 
assess their significance and make recommendations regarding 
their application to contemporary clinical practice regarding atrial 
fibrillation (AF) and left atrial appendage (LAA) occlusion.

The main takeaway messages and changes from the previous 
consensus document are the following:
1. Chapter 1 of this document reviews the mechanisms behind 

LAA thrombus formation and its association with thromboem-
bolic events in atrial fibrillation. Apparently, a combination of 
the structure of LAA, stasis within it, abnormal haemostasis and 
inner surface of the atrium especially in the LAA area all con-
tribute to the pivotal role of LAA in embolic complications of 
LAA thrombosis. These set the rationale for its prevention by 
either anticoagulants or LAA occlusion (LAAO).

2. Chapter 2 reflects that the WATCHMAN device and the 
AMPLATZER Amulet have the largest track record. Various 
other endocardial techniques are emerging that need to be stud-
ied further. Most of the recommendations in this document are 
not widely applicable to devices other than the WATCHMAN 
and AMPLATZER Amulet. Considerable experience has been 
gained with the epi-endocardial LARIAT device, mainly in the 
USA where it has been used for some time as the only approved 
occluder system. The LARIAT device may be useful among 
patients with an absolute contraindication for antithrombotic 



39

E
uroIntervention 2

0
1
9

;1
5

-online publish
-ahead

-of-p
rint A

ugust 2
0
1
9

EHRA/EAPCI consensus statement on LAA occlusion update

therapy; however, this is uncertain as there are reports about 
thrombus formation within the pouch.

3. Chapter 3 discusses the role of imaging which has undergone 
a significant change over the last few years. Preprocedural 
imaging is mandatory to rule out left atrial or LAA thrombus 
and to check the suitability for closure. Different groups are 
using different combinations of imaging techniques of the LAA, 
the most common of which are fluoroscopy, transoesophageal 
echocardiography, and computed tomography, but which also 
include intracardiac echocardiography and rotational atriogra-
phy during the procedure. Post-procedural imaging is manda-
tory 6-24 weeks after the procedure and is optional after that, 
in an attempt to detect device-related thrombi and to exclude 
significant leak.

4. Chapter 4 provides a very detailed illustrative guide to the pro-
cedures of implantation of the WATCHMAN and AMPLATZER 
Amulet, covering all technical details.

5. Chapter 5 presents evidence accumulated regarding LAA occlu-
sion over recent years. While the completed randomised con-
trolled trials are still limited to the two landmark WATCHMAN 
trials (PROTECT and PREVAIL), longer-term follow-up and 
meta-analyses are now available from these trials. They further 
support the evidence presented in the previous version of this 
document, i.e., that LAAO using the WATCHMAN device is 
non-inferior and in several aspects even superior to treatment 
with warfarin in warfarin-eligible patients. A large body of evi-
dence has accumulated over these years from registries looking 
at the use of LAAO devices of the two main types in patients 
with contraindications to or at high risk for bleeding with oral 
anticoagulants. These registries provide the knowledge base 
underlying the current recommendations for the use of LAAO 
in these patients. They also provide information on the risk for 
device-related thrombus and peri-device leaks, their association 
to antithrombotic therapies and their consequences.

6. Chapter 6 presents a critical appraisal of the results presented in 
Chapter 5, as well as limitations of the studies which form the 
basis for our recommendations.

7. Chapter 7 provides our recommendations regarding indications 
for LAAO following the same line as in the previous document, 
with slight changes due to accumulating evidence. We believe 
that NOACs are the mainstay therapy for stroke prevention in 
AF, and that LAAO should be offered mainly to patients in 
whom there are absolute contraindications or who carry a high 
risk for bleeding with the use of NOACs that outweighs their 
proven advantage in stroke prevention. A list is presented of 
these high-risk situations that should prompt individual con-
sideration of the use of LAA occlusion. We considered that 
information is insufficient to make specific recommendation in 
specific situations such as stroke on anticoagulants, deep throm-
bus within the LAA, LAA electrical isolation, and LAAO con-
comitant with AF ablation.

8. Chapter 8 discusses recommendations regarding antithrombotic 
therapy following LAAO. They are not based on randomised 

controlled trials but on the results of large registries. The dura-
tion of treatment with the various components has not been 
uniform across the different studies and registries. We believe 
that DAPT is now established as the preferred method of treat-
ment in patients ineligible for warfarin or in patients receiving 
non-WATCHMAN devices, with acetylsalicylic acid prescribed 
indefinitely and clopidogrel for 1-6 months depending on the 
bleeding risk. Other options such as a single antiplatelet therapy 
may be considered in individual cases with high risk of bleed-
ing, albeit at a potential cost of slightly increased thrombus on 
the device and thromboembolic events. We believe that endo-
cardial LAAO should not be offered to a patient who cannot 
receive at least several weeks of any antiplatelet therapy. Both 
the risk of device-related thrombus and the treatment options as 
well as peri-device leaks are further discussed in Chapter 8.

9. Chapter 9 deals with standards for training of operators and 
centre readiness. We believe that embarking on LAAO requires 
extensive understanding of the LAAO anatomy, proficiency in 
procedures involving TSP techniques, thorough understand-
ing of the device operation and procedure acquired through 
online courses and workshops. We also encourage operators to 
have training in experienced centres or to be proctored at their 
own centres with their organic team. Special attention should 
be given to the training of echocardiography experts in order 
to support these procedures. Immediate access to pericardial tap 
and the availability of cardiac surgery with open chest within 
one hour of the complication are prerequisites.

10. Chapter 10 discusses that, although most LAAO procedures 
are performed by interventional cardiology teams, there is an 
increasing interest in surgical LAAO or removals in cases 
undergoing cardiac surgery or in those who cannot undergo 
endocardial closure. Incidental surgical closure of LAA resulted 
in reduced stroke rate and short-term mortality among patients 
with AF undergoing valvular surgery. Its role as a stand-alone 
procedure or as a substitute to anticoagulation remains to be 
established. The role of preventive percutaneous LAAO in 
patients without prior atrial fibrillation, as suggested by several 
authors, remains to be established.

11. Chapter 11 reviews the ongoing studies and unanswered ques-
tions in the field such as the use of non-vitamin K dependent 
oral anticoagulants (NOACs), different antithrombotic protocols, 
head-to-head comparisons between devices, and more.
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Supplementary data
Supplementary Figure 1. Tenting of the transseptal needle in 2D 
and 3D echocardiography.

Supplementary Figure 2. 3D reconstruction of the left atrium and 
interatrial septum from computed tomography. Demonstration of 
the trajectory of the WATCHMAN access sheath (WAS) depend-
ing on the TSP location (anterior superior versus inferior posterior).

Supplementary Figure 3. Axial (transverse) view of computed 
tomography demonstrating the anterolateral orientation of the 
LAA as well as the implanted WATCHMAN device (incidentally, 
note small peri-device leak to illustrate both the appendage and 
WATCHMAN orientation).

Supplementary Figure 4. Sagittal view of computed tomography 
demonstrating the superior anterior orientation of the left atrial 
appendage as well as the implanted WATCHMAN device.

Supplementary Figure 5. Orientation of the WATCHMAN access 
sheath with respect to the fossa ovalis and LAA.

Supplementary Figure 6. Orientation of the TSP system deter-
mines the location of the puncture.

Supplementary Figure 7. Demonstration of how pulling the trans-
septal system down may allow more inferior puncture but at the 
same time also may change the location from anterior to posterior.

Supplementary Figure 8. Demonstration of how a very anterior 
oriented appendage may require a far posterior TSP for adequate 
alignment.

Supplementary Figure 9. Short-axis view of the transoesophageal 
echocardiogram with a very posterior puncture location for a very 
anterior appendage orientation.

Supplementary Figure 10. Transoesophageal echocardiography 
demonstrating a very posterior orientation of the appendage.

Supplementary Figure 11. Very posterior orientation of the 
appendage requiring a more anterior TSP or access through a pat-
ent foramen ovale.

Supplementary Figure 12. Traditional long-axis view of the 
interatrial septum by transoesophageal echocardiography demon-
strating an inferior orientation of the transseptal system (marked 
in yellow).

Supplementary Figure 13. Traditional short-axis view of the inter-
atrial septum by transoesophageal echocardiography demonstrating 
a posterior orientation of the transseptal system (marked in yellow).

Supplementary Figure 14. WATCHMAN instructions for use siz-
ing chart.

Supplementary Figure 15. WATCHMAN double-curve access 
sheath.

Supplementary Figure 16. 45/45 TorqVue sheath.

Supplementary Figure 17. Instructions for use sizing chart for the 
Amulet device.

Supplementary Figure 18. Flushing of the Amulet device.

Supplementary Figure 19. Fluoroscopic step-by-step Amulet 
deployment.

Supplementary Figure 20. Amulet release criteria.

Supplementary Figure 21. Demonstration of the Amulet fixation 
hooks with respect to the lobe.

Supplementary Figure 22. Demonstration of different Amulet 
implantation techniques.

Movie 1 (corresponding to Figure 12). Tenting of the transseptal 
needle in 2D and 3D echocardiography.

Movie 2 (corresponding to Figure 14). Anterolateral orientation of 
the LAA.

Movie 3 (corresponding to Figure 15). Superior-anterior orienta-
tion of the LAA.

Movie 4. 3D movie of the appendage and heart and fossa.

Movie 5 (corresponding to Figure 18). Anterior posterior by pull-
ing down CT trimmed final.

Movie 6a. Demonstration of difficulty with transseptal sheath 
advancement through the interatrial septum.

Movie 6b. A balloon is advanced across the septum for dilatation.

Movie 7a. Balloon across the interatrial septum.

Movie 7b. The balloon across the interatrial septum is deflated 
and, during deflation, the transseptal sheath is advanced over the 
balloon across the interatrial septum.

Movie 8 (corresponding to Figure 25). WATCHMAN tips fluoro1.

Movie 9 (corresponding to Figure 26). WATCHMAN tips fluoro2.

Movie 10 (corresponding to Figure 28). WATCHMAN double-
curve access sheath.

Movie 11 (corresponding to Figure 29). WATCHMAN tips 
fluoro4.

Movie 12. Demonstration of fluid-to-fluid connection between 
the WATCHMAN access sheath and delivery catheter as well as 
advancing of the delivery catheter tip to the tip of the WATCHMAN 
access sheath.

Movie 13. Delivery catheter into the WATCHMAN access sheath 
(WAS).

Movie 14a. Demonstration of WATCHMAN device deployment.

Movie 14b. WATCHMAN fluoro slow deployment. Demonstration 
of WATCHMAN device deployment.

Movie 15. Tug test.

Movie 16. WATCHMAN device release.
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Movie 17. Demonstration of how counter-clockwise rotation of 
the WAS will typically allow more anterior orientation (shown 
in the RAO/CAU view fluoroscopically and 135° view by trans-
oesophageal echocardiography).
Movie 18 (corresponding to Supplementary Figure 18). Flushing 
of the loading system.
Movie 19. Fluid-to-fluid connection as the loading catheter and deliv-
ery sheath are connected to minimise air entrapment and embolisation.
Movie 20 (corresponding to Figure 20). Advancing the Amulet 
device via the delivery cable.

Movie 21 (corresponding to Figure 21 and Supplementary Figure 19). 
Step-by-step Amulet deployment with deployment of the lobe.
Movie 22. Deployment of the Amulet disc.
Movie 23. Amulet tug test.
Movie 24. Demonstration of Amulet implantation via the sand-
wich technique.

The supplementary data are published online at: 
https://EuroIntervention.pcronline.com/ 
doi/10.4244/EIJY19M08_01
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Supplementary Figure 1. Tenting of the transseptal needle in 2D and 3D echocardiography. 
Ao: aorta; LA: left atrium; RA: right atrium; SVC: superior vena cava; white arrows point 
towards the tenting of the transseptal system 
  



 
 
Supplementary Figure 2. 3D reconstruction of the left atrium and interatrial septum from 
computed tomography. Demonstration of the trajectory of the WATCHMAN access sheath 
(WAS) depending on the transseptal puncture location (anterior superior versus inferior 
posterior). 
  



 
 
Supplementary Figure 3. Axial (transverse) view of computed tomography demonstrating 
the anterolateral orientation of the LAA as well as the implanted WATCHMAN device 
(incidentally, note small peri-device leak to illustrate both the appendage and WATCHMAN 
orientation). Upper right panel demonstrates the corresponding 3D reconstruction of the 
appendage with a view from the patient’s foot (corresponding with the axial computed 
tomography images). LAA: left atrial appendage 
  



 

 
 
Supplementary Figure 4. Sagittal view of computed tomography demonstrating the superior 
anterior orientation of the left atrial appendage as well as the implanted WATCHMAN 
device. Upper right panel demonstrates the corresponding 3D reconstruction of the 
appendage with a view from the patient’s left side (corresponding with the sagittal 
computed tomography images). LAA: left atrial appendage 
  



 
 
Supplementary Figure 5. Orientation of the WATCHMAN access sheath with respect to the 
fossa ovalis and LAA. 
  



 
 

Supplementary Figure 6. Orientation of the transseptal puncture system determines the 
location of the puncture. CT: computed tomography 
  



 
 

Supplementary Figure 7. Demonstration of how pulling the transseptal system down may 
allow more inferior puncture but at the same time also may change the location from 
anterior to posterior. 
  



 
 

Supplementary Figure 8. Demonstration of how a very anterior oriented appendage may 
require a far posterior transseptal puncture for adequate alignment. Straight red arrow 
shows the optimal puncture location, angled red arrow shows the appendage orientation. 
PA: pulmonary artery 
  



 
 

Supplementary Figure 9. Short-axis view of the transoesophageal echocardiogram with a 
very posterior puncture location for a very anterior appendage orientation. 
  



 
 
Supplementary Figure 10. Transoesophageal echocardiography demonstrating a very 
posterior orientation of the appendage. 
  



 
 
Supplementary Figure 11. Very posterior orientation of the appendage requiring a more 
anterior transseptal puncture or access through a patent foramen ovale. 
  



 
 
Supplementary Figure 12. Traditional long-axis view of the interatrial septum by 
transoesophageal echocardiography demonstrating an inferior orientation of the transseptal 
system (marked in yellow). 
LA: left atrium; RA: right atrium; SVC: superior vena cava 
  



 
 
Supplementary Figure 13. Traditional short-axis view of the interatrial septum by 
transoesophageal echocardiography demonstrating a posterior orientation of the 
transseptal system (marked in yellow). 
A: anterior; P: posterior 
  



 
 
Supplementary Figure 14. WATCHMAN instructions for use sizing chart. 
  



 
 
Supplementary Figure 15. WATCHMAN double-curve access sheath. 
  



 
 
Supplementary Figure 16. 45/45 TorqVue sheath. 
  



 
 
Supplementary Figure 17. Instructions for use sizing chart for the Amulet device. 
  



 
 
Supplementary Figure 18. Flushing of the Amulet device. 
  



 
 
Supplementary Figure 19. Fluoroscopic step-by-step Amulet deployment. 
  



 
 
Supplementary Figure 20. Amulet release criteria. 
  



 
 
Supplementary Figure 21. Demonstration of the Amulet fixation hooks with respect to the 
lobe. 
  



 
 
Supplementary Figure 22. Demonstration of different Amulet implantation techniques. 
 
 
  



Movie 1 (corresponding to Figure 12). Tenting of the transseptal needle in 2D and 3D 
echocardiography. 

Movie 2 (corresponding to Figure 14). Anterolateral orientation of the LAA. The movie 
demonstrates the anterolateral orientation of the appendage (when playing the movie, the 
axial [transverse] plane is scrolled from the foot to the head). LAA: left atrial appendage 

Movie 3 (corresponding to Figure 15). Superior-anterior orientation of the LAA. The movie 
demonstrates the superior-anterior orientation of the appendage (when playing the movie, 
the sagittal plane is scrolled from the foot to the left to the right). LAA: left atrial appendage 

Movie 4. 3D movie of the appendage and heart and fossa. 
3D reconstruction of the heart demonstrating the relationship between the fossa ovalis and 
left atrial appendage. CAU: caudal; RAO: right anterior oblique 

Movie 5 (corresponding to Figure 18). Anterior posterior by pulling down CT trimmed final. 
Demonstration of how pulling the transseptal system down may allow a more inferior 
puncture but at the same time may also change the location from anterior to posterior. 

Movie 6a. Demonstration of difficulty with transseptal sheath advancement through the 
interatrial septum.  

Movie 6b. A balloon is advanced across the septum for dilatation. 

Movie 7a. Balloon across the interatrial septum.  

Movie 7b. The balloon across the interatrial septum is deflated and, during deflation, the 
transseptal sheath is advanced over the balloon across the interatrial septum. 

Movie 8 (corresponding to Figure 25). WATCHMAN tips fluoro1. 

Movie 9 (corresponding to Figure 26). WATCHMAN tips fluoro2. 

Movie 10 (corresponding to Figure 28). WATCHMAN double-curve access sheath. 

Movie 11 (corresponding to Figure 29). WATCHMAN tips fluoro4. 

Movie 12. Demonstration of fluid-to-fluid connection between the WATCHMAN access 
sheath and delivery catheter as well as advancing of the delivery catheter tip to the tip of the 
WATCHMAN access sheath. 

Movie 13. Delivery catheter into the WATCHMAN access sheath (WAS). Demonstration of 
the locking of the delivery catheter and the WAS. Note, the delivery catheter is advanced 
until its distal radiopaque marker band aligns with the distal radiopaque marker band of the 
WAS. Then the delivery catheter position is fixed and the WAS is pulled back to a “click” 
which locks both to one unit. 



Movie 14a. Demonstration of WATCHMAN device deployment. 

Movie 14b. WATCHMAN fluoro slow deployment. Demonstration of WATCHMAN device 
deployment. 

Movie 15. Tug test. 

Movie 16. WATCHMAN device release. 

Movie 17. Demonstration of how counter-clockwise rotation of the WAS will typically allow 
more anterior orientation (shown in the RAO/CAU view fluoroscopically and 135° view by 
transoesophageal echocardiography).  
CAU: caudal; RAO: right anterior oblique; TOE: transoesophageal echocardiography; WAS: 
WATCHMAN access sheath 
a- WATCHMAN tips fluoro6.
b- LAA tips and tricks TOE96.
c- LAA tips and tricks TOE96.
d- WATCHMAN tips fluoro8.
e- LAA tips and tricks TOE100.
f- LAA tips and tricks TOE100.

Movie 18 (corresponding to Supplementary Figure 18). Flushing of the loading system. 

Movie 19. Fluid-to-fluid connection as the loading catheter and delivery sheath are 
connected to minimise air entrapment and embolisation.  

Movie 20 (corresponding to Figure 20). Advancing the Amulet device via the delivery cable. 

Movie 21 (corresponding to Figure 21 and Supplementary Figure 19). Step-by-step Amulet 
deployment with deployment of the lobe. 

Movie 22. Deployment of the Amulet disc. 

Movie 23. Amulet tug test. 

Movie 24. Demonstration of Amulet implantation via the sandwich technique. 


